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Abstract 
Calmodulin (CaM) is a Ca
2+
 signaling protein that regulates more than 100 different 
enzymes in many intracellular pathways. Investigation of this complex CaM-binding 
“interactome” requires a sensitive and rapid screening mechanism. The objective of this research 
work is to develop a highly sensitive fluorescence-based detection method coupled with 
microfluidic electrophoresis separation assay for CBPs. A functional microfluidic separation 
platform with red laser-induced fluorescent detection was developed. It is a semi-automated 
system with integrated functional modules, a separation module, an optical module, a detection 
module and a control module. AF647-labeled CaM, BSA and concanavalin A were separated to 
test the microchip platform. Different microfluidic devices, separation modes, and separation 
conditions were used to optimize the separation of a mixture of the standard proteins. 
Additionally, the three standards were separated in 100 s by capillary zone electrophoresis-based 
methods using glass chips. Si-nanoparticle colloidal array chips provided better resolution and 
separation efficiency in comparison with the glass chips. A photochemical bi-functional cross-
linker was used to make a covalent link between AF647-labeled CaM and CBP to allow 
separation under denaturing conditions. Two CBPs, calcineurin (CN) and eNOS, were used as 
model proteins and photo cross-linked with CaM using different photochemical cross-linkers 
(BPM and NHS-diazirine). Mass spectrometric analysis of the in-gel digested sample revealed 
the presence of both CaM and CBPs in the sample, meaning that CaM and CBPs were 
successfully cross-linked. NHS-LC-SDA was used as the photo chemical cross-linker; and CaM-
CN and CaM-eNOS photoproducts were separated on a PDMS/glass, PDMS/PMMA, glass and 
Si-nanoparticle colloidal array microfluidic device. CaMAF647 and the individual photoproducts 
were identified by different separation devices and modes. Overall, this work demonstrated the 
separation of CaM binding model proteins using different microfluidic devices operated under 
electrophoresis.  
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Chapter One 
Introduction 
1.1. Objectives of dissertation 
The objective of this research project is to develop sensitive and rapid methodology for 
the detection of calmodulin binding proteins (CBPs). The Ca
2+
-signaling protein calmodulin 
(CaM) is involved in a network of cellular processes, and it is reported that CBP profiles 
represent the cell state, such as disease state at a given time (1). Consequently, a change in CBP 
profiles or expression in cells might indicate certain disease states, such as cancer (2-6). A 
change in expression levels of CBPs has been associated with many diseases, including cancer 
and neurodegenerative diseases (7-9). Hence, a subset of CBPs and their profiles could be used 
as a bio-marker for certain cell states, for example cancer cells versus healthy cells. Therefore, 
development of a rapid and sensitive assay to analyze CBPs is imperative. 
Microfluidic electrophoresis separation methods are attractive tools for separating and 
analyzing biomolecules, including proteins (10). Microchip capillary electrophoresis (MCE) 
offers significant advantages over conventional analytical techniques, such as faster analysis, 
relatively small sample and solvent consumption, low cost including the possibility of 
miniaturization and interface with other modes of analysis, such as mass spectrometry (10-12). 
Hence, MCE is an ideal analytical technique to analyze CBPs. Our proposed method combines 
MCE with laser induced fluorescence (LIF) detection to achieve high sensitivity with the 
eventual possibility of single-cell analysis. The following studies were carried out with the goal 
of developing a methodology to separate CBPs on a microfluidic device, and the results obtained 
are discussed in detail in the following chapters: 
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Chapter 2 and 3: To develop a prototype microfluidic platform for a standard protein separation 
with LIF detection 
Chapter 4: To photo cross-link fluorescently labeled CaM with two model CBPs, calcineurin and 
eNOS  
Chapter 5: To separate and detect CaM-CBP complexes by microchip capillary electrophoresis 
with LIF 
 
1.2. CaM and CBPs 
CaM is a Ca
2+ 
signaling protein that regulates numerous enzymes in many intracellular 
pathways (13-15). The intracellular Ca
2+
 concentration determines the cellular distribution, 
conformational state, and target protein interactions of CaM (16-17). CaM is an acidic (pI 4.5) 
protein consisting of ~148 amino acids (16.7 kDa), and it contains four EF-hands (helix-loop-
helix Ca
2+
 binding motifs), which enable binding of up to four Ca
2+ 
ions (18-19). Cooperative 
binding of Ca
2+ 
ions induces a conformational change, exposing phenylalanine and methionine-
rich hydrophobic surfaces that can, in turn, bind to a diverse group of target proteins (15, 20-23). 
CaM target proteins such as kinases, phosphatases, and ion channels can bind with CaM by Ca
2+
-
dependent (CaM-Ca
2+
) or Ca
2+
-independent (apo-CaM) manner (20, 24-26). Extensive studies 
have been carried out to recognize and characterize CBPs, and an online database exists for 
CBPs (17, 27-28). Current methods available for screening and characterizing CBPs in cell 
lysates involve conventional techniques, such as 1D and 2D gel electrophoresis, liquid 
chromatography and mass spectrometry, and immunoprecipitation (29-31). Almost all of these 
methods have limitations, such as long analysis times, labor-intensive processes, high limits of 
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detection (LOD), and large sample consumption (32). Consequently, there is a growing demand 
for rapid and sensitive techniques to characterize CBPs (33). 
 
1.3. Microchip capillary electrophoresis 
Electrophoresis separation is based on the migration of ions. Anions migrate towards the 
anode while cations migrate towards the cathode. Electroneutrality of the ionic solution is 
maintained by electrolysis at each electrode. As shown in the Figure 1.1A, electrolysis produces 
H
+
 ions at the anode and OH
-
 ions at the cathode, and as a result, depletion of buffers occurs.  
Therefore, buffer pH and buffer capacity are very important parameters in capillary 
electrophoresis (34). 
 
Figure 1.1. Capillary electrophoresis. (A) Basic schematic of a conventional capillary 
electrophoresis instrument. (B) Schematic of a microfluidic device. (C) Schematic representation 
of microchip capillary electrophoresis with normal polarity. 
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Application of a potential along a capillary or microchannel also generates electro-
osmosis. Electroosmosis occurs due to the ζ-potential, which results from the surface charge on 
the inner wall of the capillary or microchannel (34-35). The ionization of silanol groups on the 
capillary wall (Figure 1.1C) generates the ζ-potential (36). The interaction of silanol groups with 
the background electrolyte (BGE) creates an electrical double layer at the surface. The potential 
of this double layer is called the ζ-potential. Anions in the run buffer are repelled by the 
negatively-charged capillary surface whereas cations are attracted. Ions that are close to the 
surface are immobile. Further from the surface are compact and mobile regions with relatively 
high level of cations. Upon application of a positive electric field, the mobile cations in compact 
and diffuse layers migrate towards the cathode (Figure 1.1). Since the ions and neutral molecules 
are solvated by water, water molecules in the run buffer are dragged along with migrating ions. 
This migration of ions and neutral molecules with water creates an electroosmotic flow (EOF) 
throughout the diameter of the capillary or micro channel (Figure 1.1). Even though anions are 
attracted to the anode relatively high EOF crates net flow towards the cathode (Figure 1.1C). 
Also, electroosmosis is one of the “pumping” mechanisms of capillary electrophoresis. An 
unmodified capillary, positive field and high pH buffers (as an example pH >3) will create 
cathodic EOF, and the electrophoresis can be described as a normal polarity-based separation. In 
this separation, the sample injection is performed at the anodic side (from the positive electrode) 
of the capillary or microchannel.  Sometimes, reversing the EOF is beneficial for the separation. 
Reverse polarity creates anodic EOF and sample injection will be performed form the cathodic 
side (from the negative electrode). To generate anodic EOF, the channel surface charge must be 
modified from negative to positive. Also, negative voltages instead of positive voltages are 
applied to the buffer reservoir and sample reservoir (Figure 1.1B). 
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One of the most unique characteristics of microfluidics is that it utilizes small sample and 
reagent volumes (12). The separation mechanism in electrophoresis is based on the 
electrophoretic mobility (µe). Strong EOF makes it possible to detect anions, cations and neutral 
molecules simultaneously in a single separation. EOF can control different operations, such as 
injection and the direction of the fluid flow. The strength of EOF is determined by the applied 
field strength and the ζ-potential. The deprotonation of silanol groups (pKa 2.9-4.9) is determined 
by the pH of the BGE and high EOF is generated at high pH (>8) conditions (37-38). Upon 
applying voltage the flow velocity generated by electroosmosis, veo in a microchannel can be 
determined by the Helmholtz-Smoluchowski equation (39-40): 
        ζ   ⁄                                                           
where ε and η are dielectric constant and viscosity of BGE. The ζ-potential of the diffused layer 
is ζ and the applied electrical field is E. Adjustment of the EOF is required to optimize separation 
conditions. According to the Equation 1, the EOF depends on the properties of the BGE such as 
viscosity and dielectric constant (relative permittivity). Also, the strength of the EOF depends on 
the ζ-potential and applied field strength. The major parameter influencing the separation is 
electrophoretic mobility. However, high EOF can negatively affect the resolution and peak 
capacity. Separations that use normal polarity can utilize low EOF to improve the separation, and 
it can be achieved by either reducing the pH of the BGE or reducing the applied field strength. 
The electric field strength, BGE (pH, ionic strength), temperature, organic modifiers, solvents, 
and surfactants are some of the conditions used in optimizing separations. Further, a use of 
surface modification method is useful to obtain better separations. 
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In CE and MCE separations, transport is governed by the electrophoretic mobility, µep, 
which is defined by Equation 2. 
      E                                                  (2) 
where v is the velocity of analyte and E is the field strength. Under given separation conditions, 
EOF is constant and it will guide analytes towards the cathode (Figure 1.1). While moving 
towards the cathode, the analytes will be separated into zones based on their µep. The two most 
important factors of electrophoretic zone separation are size (hydrodynamic radius) and net 
charge of the analyte. The relationship can be described by Equation 3. 
                                                                            ⁄  
where µep is the electrophoretic mobility of the analyte, q is net charge of the analyte, r is the 
hydrodynamic radius of the analyte and η is the viscosity of the BGE.  The observed velocity of 
an analyte, vapp, is determined by µep and µeo and shown in Equation 4. 
      (          )                                                     
The apparent (observed) mobility of an analyte, µapp, was calculated by Equations 5-7 where E is 
the field strength.  
       
  
  
                                                                           
       
    
 
                                                                              
       
    ⁄
   ⁄
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Since the apparent mobility, µapp, of the analyte is influenced by the EOF, determination 
of actual mobility requires measurement of µeo. The apparent electrophoretic velocity, υapp, 
(cm/s) was calculated using detection length, Ld, (cm) and migration time, tm (s). The apparent 
electrophoretic mobility, µapp, [cm
2
/ (Vs)] was calculated using υapp and field strength, E, (V/cm) 
which was calculated using the applied voltage, V, (V) and the total length of the separation 
channel, Lt (cm). 
Adjusting the pH of the BGE can change the net charge of analytes that are separated 
based on size-to-charge ratio. In capillary zone electrophoresis (CZE) and MCE, the net charge 
of an analyte plays an important role in separations (Equation 3). The separation of analytes that 
have very close size-to-charge ratio cannot be improved by adjusting the pH alone. Therefore, 
other CE modes have been introduced. In micellar electrokinetic chromatography (MEKC), 
micelles are formed by adding a surfactant above its critical micelle concentration (CMC) and 
have their own unique mobility in the BGE. In this mode, the mobility of an analyte is altered by 
the partitioning between micelles and BGE. The amount of time spent inside or interacting with 
the micelle is dependent on the ability of the analyte to partition between BGE and the micelles. 
As an example, the micelles formed by sodium dodecyl sulfate (SDS), interact with analytes and 
the complexes with micelles will have relatively different migration times. The separation 
mechanism of MEKC is based on mass transfer between micelles and BGE. A protein with a net 
negative charge can interact with SDS by available positively-charge residues and hydrophobic 
regions of the proteins. 
Microchip capillary gel electrophoresis (MCGE) and microchip capillary isoelectric 
focusing (MCIEF) are adaptations of traditional slab gel electrophoresis. MCGE is more popular 
and commercial instruments are also available (10). In MCGE, the gel matrix provides the 
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mechanism of separation. These porous matrices are dissolved in the BGE and introduced into 
the microchip channel. The pore size of the three dimensional structure is determined by the 
concentration and type of polymeric material. Under the electric field, the size-based separation 
is determined by the pore size, and under conditions that suppress the EOF, the analyte mobility 
is inversely proportional to its size (34). This sieving based separation in a polymer network was 
described by several mechanisms such as Ogston and reptation models (34). Further, other 
sieving-based separation mechanisms such as colloidal arrays and nano or microstructures have 
been used to separate bio-polymers (41-44). The major separation modes and other criteria used 
in MCE with respect to protein separation were presented in Table 1.1 
Electrophoresis-based separation techniques to separate biomolecules were first used in 
conventional capillary electrophoresis, and then transposed to MCE. MCE emerged in the early 
1990s as a fast separation method for biomolecules, including proteins and DNA (45). MCE 
analysis comprises three steps: injection, separation and detection. There are two types of sample 
injection methods in MCE, pressure-driven and electokinetic injection. Electrokinetic injection is 
the most widely used method as it does not require pumps and valves to manipulate fluids during 
the injection process. It is discussed further in Chapter two. 
Microchip construction and operation are the two main processes in the development of a 
microchip separation platform. Microchip construction includes microfabrication and substrate 
selection, which are determined by the objective of the analysis. Microchip operation, injection 
separation, and detection can be automatically controlled by software. The control of each of 
these processes is crucial to achieve sensitive and reproducible separations. Additionally, there 
are other factors, such as microfabrication, sample pre-treatment, detection, surface modification, 
and separation modes, that also contribute to a successful separation, and their involvement in 
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MCE separations will be addressed in detail in the following sections. 
 
1.3.1. Microfabrication 
Microfabrication is a technological process of constructing microstructures (46). 
Common microfabrication approaches use glass and silicon or polymer substrates. Glass and 
silicon chips offer higher-quality separation with respect to polymer substances (47). Glass chips 
have unique characteristics, such as high optical transparency (48). Glass offers surface 
characteristics similar to fused silica. However, glass is expensive and fragile, and therefore 
large-scale manufacturing is difficult. In addition, it requires clean room facilities.  
Poly(dimethylsiloxane) (PDMS) is the most widely used polymer substance. Polymethyl 
methacrylate (PMMA), polyurethane, polyethylene terephthalate glycol (PETG), and polyvinyl 
chloride (PVC) are some of the polymer substrates also used in fabricating microchips (49). 
Besides their poorly understood surface chemistry, polymer material based devices are flexible, 
easy to fabricate and less expensive than glass, and as a result well-suited for research labs (36). 
Polymer-based microfluidic devices generate low EOF in comparison to glass based devices but 
have problems with adsorption. 
 
1.3.2. Sample pretreatment 
The protein analyte is frequently present in minute quantities and low concentrations in 
complex biological samples. Therefore, it is necessary to increase the target protein 
concentration by sample pre-concentration methods to enhance the sensitivity. Pre-concentration 
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improves the signal-to-noise ratio (S/N), and the detection of low abundant analytes. Some 
sample pretreatment techniques are solid-phase extraction, liquid-liquid extraction and filtration, 
and they often remove salts, solvents and biological matrix such as cell debris from the analyte 
protein (50-52). There are two types of on-line sample preconcentration techniques, dynamic and 
static. Stacking, sweeping, and preconcentration by focusing were used as dynamic and static 
sample preconcentration techniques (53-56). Solid-phase extraction is widely used in microchip 
capillary electrophoresis (57). Mello et al. and Lichtenberg et al. described microfluidic-based 
biological sample pretreatment methods in detail, and the implementation of dynamic 
pretreatment methods in the same microfluidic device, which is used to separate the sample (51, 
58). In the work described in this dissertation, vacuum evaporation and size exclusion 
chromatography (off-chip methods) were used for sample pretreatment. 
 
1.3.3. Surface modification  
 In electrophoresis-based separation modes, such as microchip zone electrophoresis 
(MCZE), the stability of EOF is important to obtain reproducible migration times (35, 59-61). 
The stability of EOF is affected by surface adsorption of analyte and buffer molecules as well as 
the interaction of analyte molecules with the channel wall (62). Similarly, the separation 
efficiency and reproducibility depend on the interactions of analyte molecules with the channel 
surface. Separation modes that use conditions that suppress EOF such as MCGE, offer higher 
separation efficiency than MCZE (63). Hence recent methodologies used in MCE have been 
focused on improving the surface chemistry of channels to minimize protein adsorption. There 
are two types of surface modifiers, dynamic coatings and permanent coatings (64). In dynamic 
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coating, surfactants and polymers, such as hydoxypropyl methyl cellulose (HPMC) and 
hydroxyethyl cellulose (HEC) are added to run buffers, and those surface-active molecules 
adsorb at the surface. In contrast, in permanent coating, chemical compounds are covalently 
attached to the channel surface. However, surface modifiers often adversely affect the separation. 
As an example, polymer additives like HPMC affect peak shapes due to local variation of the 
EOF that occurs as a result of uneven coating of channel walls (35). 
 
1.3.4. Detection of proteins in microfluidic devices 
Optical detection, mass spectrometry, and electrochemical detection are the three main 
detection methods widely used in microfluidic separation methods. Sample miniaturization is 
one of the most important features in microfluidics; however, it has inherent limitations, such as 
low sensitivities in small sample volumes. Many approaches have been proposed to overcome 
this problem, as an example, increasing the sensitivity by coupling with LIF detection (65). 
Microchip capillary electrophoresis coupled with LIF has been extensively used for analyzing 
biological samples (66). Derivatives of fluorescent dyes can react with amino, carboxylate and 
thiol groups of proteins, and bind covalently or interact by affinity (67). Incomplete labeling and 
multi-site labeling are the other drawbacks associated with complex protein mixtures (68). 
Similarly, native fluorescence, which results from aromatic amino acid residues, such as 
tryptophan, tyrosine and phenyl-alanine, can also be used for detection (69). Using native 
fluorescence eliminates the labeling, but it requires using deep-UV light for excitation, and UV-
transparent chip substrates, and creates high background signal due to Rayleigh scattering of 
excitation light and background fluorescence (70-71).  
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Fluorescence (FL) based detection is widely used in MCE platforms due to its positive 
attributes, such as high sensitivity and selectivity (65, 67, 72). However, it is preferable to use an 
excitation source with wavelengths above 300 nm to minimize auto fluorescence, and as a result, 
most of the analytes must be derivatized prior to the detection (72-74). Derivatization performed 
within the microfluidic device is called on-chip derivatization, and it can be done before (pre-
channel derivatization) or after (post-channel derivatization) the separation (74). Proteins can be 
derivatized during the sample preparation steps or fluorogenic domains can be introduced 
through genetic modification, as an example CaM-green fluorescence fusion protein (GFP-CaM) 
(18, 73, 75-76). Zhang and co-workers used CE-LIF to separate CaM and CaM-CBP complexes 
(76). They used GFP-CaM and OsCBK, a CBP kinase. GFP eliminates multiple labeling, which 
is a disadvantage associated with conventional FL probes. Gottschilich and co-workers reported 
a MCE method for post-separation labeling of proteins and peptides prior to FL detection (77). 
They integrated different functions into the microfluidic device, such as enzymatic reduction, 
electrophoretic separation and post-separation labeling. In their work, naphthalene-2,3-
dicarboxaldehyde was used to label the A and B chains of insulin after on-chip reduction of 
disulfide bridges of bovine insulin. Also, Kennedy et.al have reported the pre-separation labeling 
of insulin in a competitive immunoassay with MCE (78). A 4-cm long reaction channel was used 
to mix insulin, FITC-insulin and anti-insulin antibody, and using a 1.5-cm long separation 
channel, FITC-insulin and FITC-insulin-antibody complex were separated with the detection 
limit of 3 nM. Based on the excitation source, FL detection can be divided into three categories; 
laser induced FL, lamp based-FL, and LED based-FL detection (72, 79-81). 
LIF detection is the most easily adopted FL detection method in MCE for protein 
separation (72-73). The dimensions of the laser beam and the dimensions of the micro channels 
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are compatible, and the coherence and low divergence of laser beams makes it easy to focus on 
very small detection volumes with very high irradiation (72). LIF has offered one of the lowest 
detection limits of any detection method used in MCE protein separations (82). Mainly, 
epifluorescence microscopy has been used for MCE-LIF proteomic analysis (79). Several 
research groups (Zare et al., Harrison et al. and Landers et al.) have developed confocal 
microscopy based methods to detect single molecules in microfluidic devices (65, 82-83). Huang 
et al. reported single cell manipulation and detection of low copy-number proteins by MCE with 
confocal microscopy (82). This single-molecule counting method used an especially designed 
microfluidic device and high efficiency confocal LIF detection. To improve the counting 
efficiency in single-molecule detection with conventional confocal spectroscopy, they widened 
the laser focus using cylindrical optics with a tight focus. As a result, the number of single-
molecules detected in a unit time was increased by 60%. Also, they proposed a method to 
manipulate, lyse, derivatize, separate and quantify low-abundant proteins. Jiang et al. used a red 
diode laser-based detection to achieve a very low limit of detection, 9 pM (900 molecules of Cy-
5) using MCE (83). They also separated Cy-5 labeled ovalbumin in an MCE based-immunoassay 
in less than 30 s. Further, they demonstrated the use of confocal epifluorescence microscopy in 
MCE. Johnson and Landers reported the instrumental requirements of the detection module to 
achieve sub-zeptomole and sub-picomole detection limits in micro-analytical systems (65). 
Coupling of MCE with MS is another promising technique used in protein analysis (84). 
It offers sensitive and fast detection along with relatively small sample consumption. However, 
interfacing of MCE with MS is challenging, and only electrospray ionization (ESI) has been 
interfaced successfully (85-86). Direct electrochemical detection of unlabeled molecules is 
another method integrated with MCE, and it functions with small volumes and low potential 
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(87). Easy miniaturization and selectivity are two advantages of combining MCE with 
electrochemical detection (88). However, only conductivity-based electrochemical detection was 
used in protein detection (89). 
 
1.3.5. Separation modes 
There are various separation modes in protein electrophoresis on microchips, such as 
MCZE, MEKC, MCGE, and MCIEF. MCZE is one of major modes of separation used in 
microchip protein analysis. Analytes are separated according to their electrophoretic mobilities 
and size-to-charge ratio. Even though the separation is based on the electrophoretic mobilities of 
the ions, at pH > 3 EOF governs the fluid flow, and both charged and uncharged analytes can be 
detected with the same detector placed before the cathode (Figure 1.1). Surface adsorption is a 
major drawback in this mode and dynamic coating methods have been predominantly used to 
minimize adsorption problems (10, 72). Usually SDS (lower than critical micellar concentration, 
CMC) is added to both the sample and BGE solution to modify not only channel walls (PDMS) 
and EOF but also the sample (90). 
In MEKC, a surfactant-modified BGE and sample buffer are used. Separation is based on 
analyte partitioning between surfactant micelles and buffers. The mobility of analytes is 
determined by the type and the amount of surfactant (above the CMC) used. Additionally, 
surfactants enhance protein solubility, and hence reduce the adsorption at the surface (91). 
MCGE is a widely used method in protein analysis. In MCZE the separation is based on 
the size-to-charge ratio of analytes while MCGE uses a sieving matrix and the separation will be 
based on the size of analytes (92). Normally, SDS and heat denatured proteins (all negatively 
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charged) migrate to the anode and the detector is placed before the anode. In MCGE, linear or 
entangled polymers have been used as sieving media and EOF suppressors, and subsequently, 
high efficiency separations were obtained (42). The net flow of analytes is determined by the 
electrophoretic mobility of BGE, and the sieving depends on the pore size of polymer media. 
The separation of SDS-protein complexes in MCGE is based on the molecular weights. An 
overview of mainly used separation modes in MCE-based protein separations is shown in Table 
1.1.  
Table 1.1 A brief overview of different separation modes used in MCE for proteins 
Criterion 
 
MCZE (89-90, 
93-95) 
MCGE (96-102) MEKC (103-
105) 
MCIEF (106-107) Sieving with 
colloidal arrays 
and nano/micro 
structures (41, 43-
44, 108-109) 
EOF  Prominent at 
high pH 
Suppress  Prominent  Suppress  Suppress 
 
Electrophoretic 
mobility (µep) 
 
Important  
 
Important  
 
Important  
 
Important  
 
Important 
 
BGE  
 
High or low 
pH, 
surfactants 
below CMC  
 
pH>7, surfactant 
high 
concentration  
 
High pH, 
surfactants 
above CMC  
 
pH gradient using 
a ampholyte 
mixture  
 
High pH 
 
Injection mode  
 
Gated or 
Cross  
 
Cross  
 
Gated or cross  
 
Cross and 
pressure  
 
Cross or pressure 
 
Separation 
mechanism  
 
Size-to-charge  
 
 Size (Mass)  
 
Affinity to 
micelles 
(mass transfer)  
 
pI  
 
Size (Mass) 
 
LOD & 
Reproducibility  
 
Good  
 
Very good  
 
Moderate  
 
Moderate  
  
Good 
 
Challenges  
 
High surface 
adsorption, 
low 
resolution, 
low peak 
capacity,  
 
EOF, difficulty 
of handling 
viscous 
polymeric  
media  
 
Moderate 
resolution, low 
peak capacity, 
variable 
affinities of 
proteins with 
surfactants 
 
Low resolution, 
low peak 
capacity, EOF, 
pH drift and 
compression  
 
EOF, unstable 
structures, drying 
and reproducibility 
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Merits 
 
Easy and fast 
 
Low surface 
adsorption, high 
resolution, high 
peak capacity 
 
Increase of 
protein 
solubility, 
reduced 
adsorption 
 
Not depend on 
separation 
distance, pressure 
mobilization, 
whole column 
scanning 
 
Good resolution, 
high peak capacity 
 
Integration with 
other modes 
 
Poor 
 
Very good 
 
Good 
 
Good 
 
Has a good 
potential 
 
1.4. Protein separations by microchip capillary electrophoresis 
Proteomics demands fast and sensitive methods for separation and analysis. The basic 
tasks in proteomics involve separation, identification and characterization of constituent proteins 
from a complex biological sample. Over the years many techniques have been introduced; 
however, the lack of superior techniques to address extremely complex biological samples 
demands novel, rapid and sensitive methods. Two-dimensional gel electrophoresis combined 
with mass spectrometry is one of the major techniques used for proteomic studies over the years. 
Although 2D gel analysis provides adequate information about a protein sample, it is labor 
intensive, time consuming and difficult to automate (110). There are other common techniques, 
such as isotope-coded affinity tags (ICAT), isotope-coded protein labeling, and multi-
dimensional protein identification technology (MudPit) (111-113). Although these methods 
address the complexity of a protein mixture and provide a great amount of information, they are 
inadequate in providing other information, such as post-translational modifications (114). MCE 
is a powerful method that is able to process complex samples, such as proteins, and generate very 
fast and highly efficient separations (115-116). Therefore, MCE has become a useful alternative 
to the traditional techniques (36, 117). Some applications of MCE-based protein separation with 
different separation modes are discussed in following paragraphs. 
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An automated CGE method was used to identify heat-shock proteins in Jurkat cells and it 
required sample denaturing buffers and heat denaturation (118). Soluble proteins from Jurkat 
cells (a human lymphoblastic T-cell line) were separated using the Agilent 2100 Bioanalyzer 
which contained an MCE-LIF platform (FL dye that was included in the Agilent Protein 200 
Plus LabChip Kit had excitation/emission 650/680 nm), without denaturation. More than 20 
proteins were separated within 45 s and sub-picogram sensitivity of a single protein was 
obtained. The same sample was analyzed after heat denaturation and only one new heat-shock 
protein was identified. This automated method is suitable to detect changes in protein expression 
levels (118). Similarly, an Agilent 2100 Bioanalyzer was used in proteomic analysis of bacteria 
like Pseudomonas strains and fungal cells of Candia albicans (119-120). Agilent Protein 200 
Plus LabChip Kit was used for chip conditioning, protein denaturation and in-channel labeling. 
MCGE-LIF was performed for molecular weight-based separations and detection. Molecular 
weight standards (6-207 kD) that were included in the kit were used to estimate the separated 
proteins from cell lysates. 
There are many single-cell based proteomic applications that are based on microfluidic 
separations (121-123). There are a number of microchip applications employed for 
immunological and cancer related investigations (122). These microfluidic methods were used to 
identify multiple proteins from single cells and study protein-protein interactions (122, 124). Wei 
et al. discussed advances of single-cell proteomic platforms with respect to microfluidic 
methods, and the applications of single-cell microfluidic platforms in fundamental proteomic 
research and clinical applications, especially immunology and cancer research (123). Chips can 
manipulate small numbers of cells and require very small volumes of reagents (125). Most 
importantly, chips can be customized to carry out multiple functions such as cell incubation, cell 
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labeling, cell sorting and cell lysis (123). Single-cell based microfluidic platforms can be divided 
into two main categories based on the method of detection. Some methods use whole cell 
staining to identify target proteins, while other methods detect target proteins by surface 
immunoassays, including protein chips and protein micro arrays (125-128). 
Highly complex matrices affect the separation of proteins in biological fluids (129). 
MCE-based protein separations have been used as diagnostic tools in hospitals recently, but only 
a limited number of analyses have been reported with respect to biological samples such as 
blood, urine, and other body fluids (130-131). Albumins were labeled with 2-
toluidinonapthaline-6-sulfonate (TNS) to detect different human serum proteins in a “synthetic” 
serum solution (131). The authors were able to separate all target albumins under 60 s with this 
post-column labeling method, but the separation of a real sample of human serum was 
unsuccessful. However, albumins were detected as a single peak in 50 times diluted human 
serum sample using MCE.  
Chan and co-workers successfully used MCE separation and quantification for urinary 
albumins as a bio-marker of microalbuminuria. Urinary albumins were correlated with diabetes 
and cardiovascular disease (132). Unlike a conventional immunoassay, this method detected both 
immunoactive and non-immunoactive isoforms of albumins in urine. In another application, low-
temperature bonded quartz chips were used to separate serum lipoproteins by MCZE-LIF 
detection (133). A lipophilic fluorescent dye (NBD-ceramide) was used to selectively label 
lipoproteins in a serum sample.  
After a traumatic head injury, neurological dysfunctions are common, and the presence of 
inflammatory cytokines can be used as a prognosis-screening assay to determine the level of 
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head trauma (134). Six cytokines were successfully separated using a microchip based 
immunoaffinity separation. First, cytokines were isolated and captured by six separate 
antibodies, and they were labeled with AF633 on the chip, followed by MCZE in less than 2 min. 
The accuracy and precision associated with this MCE based assay were similar to a conventional 
ELISA assay (134).  
A commercially available Agilent 2100 Bioanalyzer was used to analyze therapeutic 
proteins and secreted antibodies from cell cultures (72). Further, the instrument was used for 
quality control of recombinant proteins, and the concentration and purification process of 
antibodies (10, 135). As an example, Ohashi et al. reported the separation of immunoglobulins 
(IgGs) according to the size using hybridoma cell cultures, followed by quantification (135).   
An MCE-based competitive immunoassay was developed to detect changes of insulin in 
mice. Insulin was mixed with FITC-insulin in a 4-cm reaction channel before mixing with anti-
insulin antibody (78). Then the mixture of FITC-insulin and FITC-insulin-antibody complexes 
was separated using a 1.5 cm separation channel with 5 s separation time. Also, they 
demonstrated the ability to resolve secretary profiles of insulin by total protein analysis with 15 s 
intervals and the LOD of insulin was 3 nM. 
The composition of glutenin, a wheat protein, is related to the dough quality of bread 
(136). Using the Agilent 2100 Bioanalyzer, Uthayakumaran et al. analyzed a set of 40 Australian 
wheat varieties to determine the subunits of glutenin composition. The same group developed a 
lab-on-a-chip procedure to quantify high molecular-weight subunits of glutenin.  Rhazi et al. 
reported the separation and quantification of glutenin using another commercially available MCE 
platform, LabChip90 (Caliper LifeSciences), and it was used to evaluate 130 French wheat 
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varieties (137). The analysis time (45 s) was 100 times faster than that of reverse phase-HPLC 
(80 min) for the same sample.  
The quality of chemical composition of food is very important aspects of human health. 
Biochemical differences in protein expression in different aquaculture methods were investigated 
by Monti et al. using the Agilent Bioanalyzer MCE platform (138). In a fish (D. labrax) muscle 
sample, 13 proteins were separated and quantified, and the expression levels of 9 out of 13 of 
those proteins revealed significant changes between wild-caught and farmed raised fish. 
MCE separation of proteins is an attractive tool in lab-on-a-chip applications (10). 
Integration of miniaturized analytical-processes in the same device with high separation 
performance is well utilized in recent developments (10, 95, 117).  
The integration of MCE with ESI-MS detection widens the capabilities of analyzing 
proteins in complex biological samples (10, 84). This has been integrated with multiple 
processing steps in proteomics, such as cell lysis, enzymatic digestion, pre-concentration and 
peptide separation.  
CE-based traditional methods, such as CZE, MEKC, CGE, and CIEF have been 
transposed to MCE with faster analysis times. CGE is the most commonly used and most 
successful separation mode for protein separation by MCE (10). Additionally, this method has 
been widely used as a result of commercially available automated-CGE platforms (139). To 
improve separation performance, two modes have been orthogonally combined in 
multidimensional separation schemes such as 2-D-MCE (79). In these 2-D assays researchers 
faced challenges to combine 1-D separation modes in tandem without compromising the 
performance, and also to control the physiochemical properties between the dimensions (117). 
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Other non-traditional methods, such as counter flow gradient focusing, colloidal array and nano-
structure based sieving methods, have been demonstrated in successful protein separation by 
MCE (41, 140-142).  
 
1.5. Conclusion 
MCE is a fast growing technique used in analyzing biomolecules, including proteins. In 
terms of protein separation, MCE solves many problems associated with conventional analytical 
methods, such as long analysis time and large sample consumption. Different fabrication 
methods offer customized solutions for different modes of microchip protein separations. It is 
important to improve the surface chemistry of microfluidic devices and interfacing approaches 
for 2-D separations. Based on the rate of novel developments of MCE separation methods, 
applications of the lab-on-a-chip concept (developing a miniaturized total analysis system that 
functions in a single device) could be applied in clinical settings in the near future. Proteomic 
analysis often handles complex biological samples, which are limited in quantity and 
concentration, and therefore, MCE would be an ideal technique in proteomic applications. 
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Chapter Two 
Development of a Microchip Capillary Electrophoresis Platform with Laser Induced 
Fluorescence Detection 
2.1. Introduction 
Microfluidic-based analytical platforms are used to separate different biomolecules 
including proteins and DNA (1). MCE-based protein separation methods are generally adopted 
from the conditions that were optimized using conventional CE. Different separation and 
detection methods have been utilized to improve the performance of MCE-based protein 
separations (2-8). Despite the novel techniques described in the literature, the development of 
prototype protein separation microfluidic devices is still challenging due to the unique 
characteristics of proteins (4, 6). As a result, the development of a microfluidic platform varies 
depending on the individual research objective and mode of analysis.  
The goal of this chapter is to explain the development of a microfluidic electrophoresis 
platform for protein separation. The developed separation platform is capable of being integrated 
with sample pre-concentration techniques, and can potentially be adopted for single cell analysis 
(9-10). The platform consists of four main modules, a separation module, an optical module, a 
detection module, and a control module.  The separation module consists of a microfluidic 
device, fluorescently-labeled analytes, electrodes, HV power supply and a BGE. The 
microscope, an objective lens, other optics, and a fluorophore that is compatible with the laser, 
are components of the optical module. The detection module contains a laser source, an 
avalanche photodiode (APD) and optics. The control module comprises a USB-interfaced data 
acquisition (DAQ) card, a PC, and LabVIEW-based software, and it regulates the other three 
modules including data acquisition and recording. The assembly and formulation of different 
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modules in this functional microfluidic separation platform with laser induced fluorescent 
detection and derivatization of Cys-mutated CaM will be discussed in detail in the following 
sections. 
 
2.2. Materials and methods 
All reagents and samples were prepared with doubly-deionized water from an ultrapure 
water system (Barnstead, Dubuque, IA). E. coli cultures of single mutated CaM (Thr-34 was 
replaced with a Cys in T34C-CaM and Thr-44 was replaced with a Cys, T44C-CaM) were 
available in the laboratory of Dr. Carey Johnson (University of Kansas, Lawrence, KS). The 
protein was expressed in E. coli, and purified using a phenyl sepharose column according to a 
previously published method (11-13). The T34C-CaM was conjugated with Alexa Fluor 647 or 
488 (AF647 C2-maleimide or AF488 C5-maleimide) maleimide (Molecular Probes, Eugene, 
OR). SU8 10 negative photo resist and silicon wafers were purchased from Micro-chem 
(Newton, MA) and Silicon (Boise, ID), respectively. PDMS (polydimethylsiloxane) and a curing 
agent were purchased from Ellsworth Adhesive (Minneapolis, MN), and Si-nano beads were 
purchased from Bangs Laboratories (Fishers, IN). All the other reagents were purchased from 
Sigma-Aldrich (St. Louis, MO). 
 
2.2.1. Expression and purification of T34C-CaM 
A sample of E. coli expressing mutant calmodulin (T34C-CaM) was available in the 
laboratory Dr. Carey Johnson (University of Kansas, KS). T34C-CaM was expressed in E. coli. 
and purified according to a previously published method (13). Briefly, 50 mL of the initial 
culture was used to inoculate 1 L of Luria-Bertani (LB) medium, which was incubated at 37°C 
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with shaking until the optical density reached 0.6 at 600 nm. Next, 120 mg of isopropyl β-D-1-
thiogalactopyranoside (IPTG) was added to induce the bacteria cell growth. The bacterial culture 
was grown at 37°C for 3-4 hrs, and harvested by centrifugation at 6000 g for 10 min. The pellet 
was resuspended in Tris buffer and the cells were lysed by adding lysozyme and incubated at 
37°C, followed by sonication. The cell sap was separated from the cell debris by centrifugation 
at 4000 rpm at 4°C. Calcium chloride was added to the supernatant to a final concentration of 5 
mM, and then, the supernatant was purified on an Akta FPLC with a 25 mL bed of phenyl 
sepharose 6 Fast Flow (high-sub) in an XK 16/20 column (GE Health Care). Fractions were 
collected from the FPLC and concentrated using 10,000 molecular weight cut-off (MWCO) 
filters to approximately 1.5 mL for FPLC gel filtration using a Superdex size exclusion column 
(GE Healthcare). Collected fractions were dialyzed with high Ca
2+
 HEPES buffer, and the 
protein samples were aliquoted to 2.1 mg/mL stocks and stored at -80ºC. A detailed description 
of purification of CaM mutants with FPLC can be found in DeVore et al. (13) . 
Gene encoding of wild-type chicken CaM was described previously (11). The mutants 
were separately purified by affinity chromatography on a phenyl sepharose column (11). The 
phenyl resin binds CaM with high affinity under a high Ca
2+
 environment. To remove non-
specific binding of other proteins, the resin was washed with high ionic strength buffer (50 mM 
Tris.HCl, 0.5 M NaCl, pH 7.4). The CaM mutant was eluted from the sepharose column by a 
buffer (10 mM HEPES, pH 7.4) containing EDTA. High Ca
2+
 affinity EDTA sequestered Ca
2+
 
from the buffer and triggered the Ca
2+
 release from the CaM mutant, and at the same time this 
action disrupted the binding of the CaM-mutant with the resin. This purification procedure of the 
CaM mutant indicates that the Cys mutation still retains CaM affinity to the target (resin) and 
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Ca
2+
. The Cys mutation did not alter the CaM-stimulated activity of plasma membrane 
Ca
2+.
APTase (11). 
 
2.2.2. Labeling of T34C-CaM and purification of fluorescently labeled T34C-CaM 
The Cys residue in T34C-CaM was labeled with AF647 through maleimide reaction 
chemistry as previously described in a single labeling protocol (12). The protein (2.1 mg/mL or 
125 nmoles in 1 mL) was added to 500 nmoles (100 µL of 5 mM solution) of tris(2-
carboxyethyl)phosphine (TCEP), followed by addition of 2 mmoles (1 mL of 2 M NaCl) of NaCl 
in the 10 mM HEPES buffer containing 2 mM Ca
2+
. A solution of AF647 was prepared by 
dissolving 1 mg in 1 mL of DMSO. It was added to the protein mixture while stirring, followed 
by one hour incubation in the dark. Unreacted AF647 in the solution was removed from the 
AF647-labeled protein by size exclusion chromatography (G-25 Sephadex column, GE 
Healthcare Life Sciences, Pittsburgh, PA). The collected protein fractions were dialyzed to 
ensure complete AF647 removal, and the labeled T34C-CaM was concentrated using 10 kDa 
MWCO centrifugal filters (Millipore, Ireland). Purified T34C-CaM, which was labeled with 
AF647, was analyzed by ESI-LC-MS. 
The maleimide group reacts selectively with the sulfhydryl group by nucleophilic 
addition at the physiological pH (11, 14-15). A probe with a maleimide functional group, 
attached with a linker, was reacted with thiol moiety of the Cys residue in the mutant protein 
under physiological pH under reduced conditions. The single thiol group in mutated CaM gives 
one reaction site for the specific maleimide reaction and also avoids the multiple labeling of the 
protein with dye.  
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The mutants T34C-CaM and T44C-CaM were labeled with AF647 C2-maleimide 
separately. Disulfide bonds of protein dimers were reduced by TCEP and an excess of AF647 
was used to maximize the labeling efficiency. NaCl was used to increase the ionic strength and 
change the conformation of the protein to facilitate the dye-protein conjugation reaction. Also, 
the high ionic strength would minimize the non-specific adsorption of dye on to the proteins. To 
enhance the reaction efficiency, AF647 was dissolved in DMSO prior to mixing with the 
proteins.  
 
2.2.3. Automation and remote controlling of instruments and data collection 
The schematic of the electrophoresis platform used in this study is depicted in Figure 2.1. 
The platform was first tested using AF647 (λex= 651 nm, λem = 670 nm). A 633 nm He-Ne laser 
was used as an excitation source. A high voltage was applied between the reservoirs of the 
microfluidic device using four independently controlled high voltage power supply (HVPS) 
channels (UltraVolt, Ronkonkoma, NY). The reservoirs were connected to the HVPS channels 
using Pt leads. The LabVIEW program (written by Ryan Grigsby, Adams Micro-Fabrication 
facility, University of Kansas) was used for controlling the HVPS and data collection. The 
LabVIEW program was interfaced with a digital and analog data acquisition (DAQ) card, NI-
USB 6229 (National Instrument, Austin, TX), and it facilitated the control of the high voltage 
(HV) relay box (designed and built by the Instrumentation Design Laboratory, Department of 
Chemistry, University of Kansas, KS), APD and HVPS. 
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Figure 2.1. Semi-automated microfluidic electrophoresis separation platform with laser 
induced fluorescent detection.  
 
The LabVIEW program was designed to import user-defined parameters for separation 
and detection, such as applied voltages and their durations, injection time, separation time, and 
priming microfluidic channels including collecting and monitoring photon counts during the 
course of separations. In this microfluidic platform, sample injection and separation were 
controlled by an automated electrokinetic injection mechanism. Gated injection and pinch 
injection with “pull back” were used to manipulate the sample plug introduction into the 
separation channel. The HV-relay box was used to perform switching and floating of HV leads 
during the pinch injection. 
As depicted in Figure 2.1, the microfluidic separation platform is semi-automated. The 
laser and optic adjustments, fluid handling, and translational stage were manually controlled 
while all other operations were computer controlled. During the microchip electrophoresis 
separation, the HVPS, HV relay and photon counting module were controlled by the LabVIEW 
program, and it was interfaced with the devices by the DAQ card connected to the computer. The 
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HV relay was used during the pinch injection only, and to avoid arcing during voltage switching 
while providing smooth transitions of voltages into the HV leads (Figure 2.5). 
 
2.2.4. Laser induced fluorescence detection 
Figure 2.2 shows the optical setup with a microfluidic device integrated with a 
conventional LIF detection. The chip was mounted on X-Y translational stage (Newport, Irvine, 
CA). A Nikon TE 300 microscope was used in this LIF detection. A 633 nm He-Ne laser was 
used as an excitation source, and the laser beam was focused inside the microscope by an open-
beam optical setup.   
 
Figure 2.2. Epifluorescence setup for AF647 detection on a microfluidic device 
Initially, the laser beam was passed through the neutral density filter (Newport, Irvine, 
CA), and the power of the beam that goes into the microscope was controlled by adjusting the 
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filter. The power of the laser beam coming through the neutral density filter was measured by an 
optical power meter (Pro-lite Technology, Bedfordshire, UK). Then the laser beam was reflected 
by the dichroic mirror (Chroma, Bellows Falls, VT), which was in line with the microscope 
objective; 40X, 0.4 NA, 2.5 mm working distance (Olympus), and focused inside the 
microchannel. During the microfluidic separation, the fluorescence emission that passed through 
the dichroic mirror was collected from the same objective. Then the emission was reflected out 
from the microscope by a mirror and captured by the APD that was a part of the photon counting 
module (PerkinElmer, Fremont, CA). The counting module was placed in line with the C-port of 
the microscope and a band-pass filter (Chroma, Bellows Falls, VT) was mounted on the module 
before the APD as shown in the Figure 2.2. 
 
2.2.5. Fabrication of microfluidic devices 
2.2.5.1. Fabrication of PDMS/glass microfluidic chips 
PDMS-based microchips were fabricated using standard soft lithography at the Adams 
Micro-Fabrication facility (University of Kansas, KS) as described previously (16). To develop a 
raised structure (mold) for electrophoresis channels, an SU-8 negative photoresist was spin-
coated on a 4-inch silicon wafer up to the thickness of ~16 µm using a spin coater (Brewer 
Science, Rolla, MO). The wafer was soft baked using a programmable hot plate (Thermo 
Scientific, Ashville, NC) at 65°C for 2 minutes, followed by 95°C for 5 minutes. AutoCad LT 
2004 (Autodesk, San Rafael, CA) was used to create microfluidic channel designs, and those 
designs were printed onto a transparency film at a resolution of 50,000 dpi (Infinite Graphics, 
Minneapolis, MN). The transparency film was aligned on top of the photoresist coated wafer and 
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exposed to UV light using a UV source (ABM, San Jose, CA). After the exposure, the wafer was 
baked at 65°C for 2 minutes, followed by 95°C for 10 minutes. SU-8 developer was used to 
develop the channel structures, and the wafer was washed with isopropyl alcohol and dried with 
nitrogen gas. Finally, the developed wafer was “hard baked” at 175°C for 2 hours. The depth of 
the PDMS microfluidic channels, which represent the thickness of the raised photoresist 
structure, was measured with a surface profiler (Alfa Step-200, Tencor Instruments, Mountain 
View, CA). PDMS microfluidic channels were casted using a 10:1 mixture of the elastomer and 
the curing agent, respectively. The approximate width and the depth of the channels are ~40 and 
~16 µm. In this study, two different types (simple “T” and 10-cm serpentine) of PDMS/glass 
chips were used. PDMS/PMMA hybrid chips were also fabricated. As describe above PDMS 
replica was fabricated and to form bottom layer of the device instead of piece of glass a piece of 
PMMA was used. 
 
2.2.5.2. Fabrication of glass microchips 
Glass microchips with different channel structures were fabricated by The Adams Micro-
Fabrication facility (University of Kansas, KS), using the glass chip fabrication procedure 
described in Scott et al. and Allen et al. (17-18).  
 
2.2.5.3. Si-nanoparticle microfluidic device fabrication and assemble 
Si-nanoparticle chips were kindly provided by Dr. Yong Zeng (University of Kansas, 
KS). Briefly, a chip with simple “T” wafer (10 mm separation channel and 4 mm long side arms) 
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was made. An approximately 5-mm thick PDMS layer was cured at 60°C overnight and 
reservoirs were made using a 2-mm biopsy puncher. The separation devices were assembled by 
sealing the replicas to clean glass slides with oxygen plasma oxidation (19). The process of the 
colloidal self-assembly was carried out as previously described (19). Monodisperse plain silica 
beads were 160, 170, and 400 nm in diameters (10% w/v, <10% deviation) were obtained. 
 
Figure 2.3. Layout of self assembled Si-nanoparticle microfluidic device.  
(X) Schematic of self assembled colloidal array inside of a PDMS/glass microfluidic device. (Y) 
Schematic of 10 mm PDMS/glass microfluidic device that was used to assemble colloidal array. 
The layout of reservoirs of the chip: A-buffer, B-sample, C-sample waste, D-buffer waste. (Z) 
An actual PDMS/glass colloidal array microfluidic device.  
 
As graphically depicted in Figure 2.3, a sonicated ~20 μL of Si-nanoparticle colloidal 
suspension was added into reservoirs of A, B, and C in PDMS/glass simple “T” chip. The 
aqueous suspension filled the channels by capillary action and formed a water meniscus at 
outlets in the reservoirs. When all the channels were filled with water, reservoir D was left open 
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whereas reservoirs A, B, and C were covered with pieces of PDMS to block evaporation and to 
induce colloidal growth inside the channels. Once the growth of the colloidal array was 
completed, unwanted growth was stopped by replacing the colloidal suspension in the reservoirs 
with water. The water in the reservoirs was replaced with the run buffer before the 
electrophoresis and the microfluidic device was equilibrated for ~30 min. 
Si-nanoparticle chips were operated under conditions that suppress EOF and the 
separation is based on sieving. Simple “T” PDMS/glass microchips were used to form the 
device, and relatively small channel structures (10 mm) were used. The net flow (EOF) was 
suppressed by a high ionic strength 4X TBE (356 mM Tris-borate, 8 mM EDTA, pH 8.3) buffer 
and physically hindered by the colloidal array (19-20). Furthermore, the relatively small channel 
structure reduces the length of colloidal array, which eases assembly and minimizes drying. 
Comparatively wide channels (~100 um and 20 um in depth) were cast using a mold with a thick 
PDMS layer (~5 mm), resulting in relatively deep reservoirs. This accommodates adequate 
volumes (~20 µL) in reservoirs, and hence decreases the drying effect of the colloidal array. The 
buffer and sample injection channels were ~5-mm long, and the separation channel was 10-mm 
long. Additionally, the diameters of reservoirs were kept 4 mm for conventional PDMS/glass 
chips, and 1.5 mm for Si-nanoparticle chips, respectively. Si-nanoparticle chip-based 
electrophoresis used relatively low electric fields (40 V/cm) to decrease the Joules heating.  
Assembly and growth of the colloidal array were induced by controlled evaporation of 
water from the buffer waste reservoir (Figure 2.3Y) (19). The growth of the array can be stopped 
by replacing the colloidal suspension in the reservoirs with water. The colloidal arrays were 
assembled inside the microchannels arranged as a three dimensional structure with different 
order (21-22), but the order of structure does not affect the sieving-based separation of 
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biomolecules (22). This self-assembly method reduces the assembly time in comparison with 
conventional methods, which use gravity and vertical depositions (23-24), and avoids the 
formation of cracks caused by drying. It is also reported that different sizes of nanoparticles 
create different pore sizes that can be used to separate a wide array of biomolecules with size 
base separation. In this project, two different colloidal arrays (particle size 170 and 400 nm) were 
used to separate SDS-protein complexes.  
 
2.2.6. Electrokinetic injection methods 
Based on separation modes and types of chip, two electrokinetic injection methods were 
employed. They were gated injection and pinched injection with “pull back” voltages (Figures 
2.4 and 2.5). In both injection methods, a sample plug was introduced to the separation channel 
of the device by manipulating the applied voltages in the reservoirs of the device. Example 
voltage programs are depicted in Figure 2.4 and 2.5. Visual detection of the initial injection 
process was performed using fluorescein injections and a UV lamp. Optimum applied voltages 
for leak-free injections were also obtained with the fluorescein injections. Further, multiple 
injections of CaMAF647 were used to test a consistent injection volume with different injection 
times after selecting the optimum voltages using fluorescein. During the test, the laser was 
focused 3-4 mm away from the cross-junction of separation and sample channels.  
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2.2.6.1. Gated injection 
In the separation state, high voltages were applied to the reservoir B and A, and the 
sample and the run buffer fluid flow established a gated cross section at the intersection, where 
the vertical and horizontal channels meet (Figure 2.4). With a desired injection time (for example 
0.3 s), the potential of the A reservoir was switched to zero, and with the cathodic-EOF the 
sample flowed through the cross junction. Once the potential of the lead A was reestablished, a 
plug of sample was introduced into the separation channel, and the fluid gate was re-established. 
Manipulation of voltages in the reservoirs was performed by a LabVIEW program. With EOF, 
the sample plug migrated towards reservoir D. This injection method was employed in both 
PDMS/glass and glass microfluidic separations with EOF and with the conditions that reduce 
EOF.  
 
Figure 2.4. Schematic of sample flow and run buffer flow in elctrokinetic gated injection 
(25). A-D labels represent microfluidic reservoirs and arrows indicate the flow direction during 
the separation state and injection state of the device. (A) shows the separation or idle state of the 
microchip operation. (B) illustrates the sample injection mode during the device operation. 
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2.2.6.2. Pinched injection with pull back mechanism 
A sample containing mostly negatively charged species (properties of the proteins are 
discussed in Chapter three) was injected under conditions that suppress EOF, and the sample 
moved from B to A reservoir (Figure 2.5) while the voltages in reservoirs C and D were floated. 
In the second step, voltages of reservoirs A and B were reduced to a certain level, and a 
relatively high positive voltage was applied to reservoir D, and reservoir C was simultaneously 
grounded (example voltages were shown in Figure 2.5). The sample migration and injection 
were based on the electrophoretic mobility of the ions, and the direction of separation was as 
same as the direction of the bulk flow. 
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Figure 2.5. Schematic of sample flow and run buffer flow (top) and a timing chart of a HV 
voltage switching (bottom) in electrokinetic pinched injection (26-27). Top: A-D labels 
represent microfluidic reservoirs and arrows indicate the flow direction during the separation 
state injection state of the device. (A) depicts the idle state of the electrokinetic fluid 
manipulation and (B) shows both injection and separation states of the manipulation. Bottom: A 
timing chart of a HV switching in pinch injection. Blue and yellow lines show HV relay outputs. 
Red and green lines show HVPS outputs. During switching, HV decay of 100 ms was allowed, 
and 10 -20 ms was allowed for the new voltage, and the total time delay was ~120 ms. (The 
timing chart diagram was kindly provided by Dr. Kenneth Ratzlaff, Instrumentation Design 
Laboratory, University of Kansas, KS).  
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2.2.7. Separation modes 
Different separation modes were tested under conditions with or without EOF (Chapter 
three, Scheme 1). With EOF, mainly MCZE and MEKC were tested using different microfluidic 
devices with different substrates. Conditions that suppress the EOF were used for the method 
development as well as protein separation. To suppress the EOF, buffer constituents and high 
ionic strengths were used (Chapter three, Table 3.2, and section 3.3.2.3) (2, 19, 27). 
 
2.2.8. Signal intensity and laser power study 
A simple ‘T’ PDMS/glass microchip (3.5-cm long separation channel) was used to 
separate AF488-labeled T34C-CaM under MCZE separation conditions (Figure 2.7). The 
separation was carried out with gated injections (0.3 s), and multiple injections were performed 
with different laser powers (5-100 µW) for the LIF detection, and the laser power was adjusted 
using neutral density filter and was measured using a laser power meter. The relationship 
between the laser power and the signal (peak heights of the CaMAF488 peaks) was investigated. 
 
2.3. Results and discussion 
2.3.1. Derivatization of CaM mutant 
From a group of CaM mutants (which were constructed previously in the laboratory of 
Dr. Carey Johnson), T34C-CaM and T44C-CaM were selected to facilitate the labeling and 
minimize the changes in CBP affinity due to changes in the CaM sequence. SDS-PAGE analysis 
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indicated that the mutant was relatively pure. AF647 was selected for the labeling due to 
relatively low autofluorescence and scattering associated with red laser excitation.  
 
Figure 2.6. Charge deconvoluted ESI-LC mass spectrum of T34C-CaM and T34C-CaM 
labeled with AF647. In the spectrum, peak 1 is T34C-CaM (16708.60 Da) and the peak 2 is 
AF647 labeled T34C-CaM. The mass corresponding to peak 2 is 17689.76 Da and the molar 
mass of the AF647 is ~981 Da. 
 
2.3.2. Fluorescent labeling of T34C-CaM 
The purity of mutants was verified by ESI-LC-MS analysis. Figure 2.6 shows the mass 
spectrum of a sample of T34C-CaM after labeling with AF647. The expected molecular weight 
of the T34C-CaM mutant was 16708.40 Da. Therefore, peak 1 (16708.60 Da) was assigned as 
the CaM mutant (Figure 2.6). Within a given error margin (1 Da), the MS result conforms the 
1
2
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purity of the mutant. According to the manufacturer’s catalog, the molecular weight of AF647 
C2-maleimide is ~1250 Da; however, the exact chemical structure or chemical formula of AF647 
C2-maleimide was not published. Hence the expected mass of the labeled mutant could not be 
verified. The major mass peak at (17689.76 Da) was assigned to the labeled mutant 
(CaMAF467).  
 
2.3.3. Laser induced fluorescence detection 
During the separation, analytes in the separation channel move towards the buffer waste 
reservoir. A red (633 nm) laser beam was focused inside the separation channel as depicted in 
Figure 2.2. The AF647 labeled proteins were excited and the emission was collected as shown in 
Figure 2.2. Photons collected by the photon-counting module transformed the signal into counts 
as a function of time, and using the LabVIEW program an electropherogram was developed 
during the separation. Against background counts, signal counts coming from the excited 
fluorophore created a peak and separate peaks indicated different analyte bands. The collected 
electropherogram data was automatically stored as an Excel file in the pre-selected location of 
computer, and at the same time the electropherogram was displayed on the lab view software 
window.  
Both CaMAF488 and CaMAF647 samples were tested with the developed platform and a 
488 nm blue laser or 633 nm red laser, respectively. Based on the fluorophore and the laser, the 
dichroic mirror and filters were changed in the system. To investigate signal sensitivity and 
saturation limit of the LIF detection method, an experiment was carried out with a PDMS/glass 
chip to test the signal against laser power levels (Figure 2.7). The blue laser (488 nm) excitation 
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creates relatively high autofluorescence and scattering. CaMAF488 (~160 nM) was used in this 
experiment. In PDMS/glass devices with gated electrokinetic injection, the sample plug of the 
analytes was injected into the separation channel and electropherogram data was collected as 
previously explained. With the same injection volumes (~30 pL), six (n=6) injections were 
performed per selected laser power as shown the Figure 2.8. The peak height of CaMAF488 was 
proportional to the fluorescence signal (photon counts) of AF488. Over the selected laser power 
range, a fit to the signal shows a linear relationship. The results indicate that for the selected laser 
power range the signal was not saturated. Within the selected laser power range, the experiments 
were conducted without saturating the APD.  
The developed platform was sensitive and utilizes a cost effective detection method with 
the possibility of upgrading to confocal detection (28). With confocal detection, the LOD will be 
decreased to single molecular level (29). This detection system can be upgraded by placing a 
special pinhole at the confocal plane of the tube-lense to eliminate out-of-focus fluorescence 
signals (28). Single molecule level detection was obtained by Zare et al. using a red laser and 
AF647-labeled proteins (30). They used a nontraditional optical method using a cylindrical 
objective with confocal detection (curtain detection). The laser beam was expanded throughout 
the cross section of the separation channel by the cylindrical objective, and it collected 
fluorescence signal from the whole area. In this experiment point detection (where the laser was 
focused inside the separation channel) was used instead of curtain detection to test the saturation 
of the signal during MCE. Also, the optical setup required for the curtain detection was relatively 
complex and expensive. A relatively small focal area inside the separation channel produced an 
adequate signal in the LIF detection. Hence, the idea of confocal and/or curtain detection was 
eliminated.  
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Figure 2. 7. Analysis of laser power and fluorescence signal intensity. (A) Separation of 160 
nM T34C-CaM labeled with AF488 and different laser powers. The range of laser power was 5-
100 µW and for each designated laser power six separations were performed (n=6). In the 
separation gated injection with 3.5 cm PDMS/glass microchip used. BGE was 25 mM boric acid, 
pH 9.2, 3.5 mM SDS and detection length, ~1.5 cm. For each separation a constant injection time 
of 0.3 s was used with an injection voltage of 1.2 kV. A constant separation voltage was used, 
1.4 kV (~400 V/cm). (B) Relationship between laser power and signal intensity. 
 
Since 488-nm-laser excitation did not saturate the signal, it was approximately assumed 
that 633 nm laser excitation (with relatively less autofluorescence and scattering) may not 
saturate the signal for similar excitation powers. With 633 nm laser excitation 5 nM CaMAF647 
was detected with signal-to-noise ~6. As shown in Figure 2.8, the LIF module has the ability to 
detect less than 5 nM very easily (n=5). Gated injection with a 3.5-cm PDMS/glass chip was 
used. The BGE was 100 mM boric acid, pH 9.2, and 3.5 mM SDS. The separation field strength 
was 400 V/cm and the injection time was 0.3 s. The laser excitation power was 20 μW. The LOD 
obtained for the developed method was adequate for the detection of the CBPs in relatively large 
concentrations.  
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Figure 2. 8. Investigation of limit of detection of CaMAF647 in MCE separation. In the 
separation gated injection with a 3.5-cm PDMS/glass chip was used. LOD was 5 nM with signal-
to-noise ratio (S/N), 6. The separation conditions are, BGE was 100 mM boric acid, 3.5 mM 
SDS, pH 9.2, and detection length ~3 cm. The injection time was 0.3 s, and injection voltage and 
separation voltage were 1.2 kV and 1.4 kV (~ 400 V/cm), respectively. The laser excitation 
power was 20 μW. 
 
2.3.4. Fabrication and assembly of PDMS/glass microfluidic devices 
Polymeric microfluidic devices are less expensive than quartz, silicon and glass-based 
devices, and they involve a simple and relatively inexpensive fabrication procedure (16, 31). 
Different polymer-based chips have been reported including polyurethane, polycarbonate, 
polymethyl methacrylate (PMMA), polystyrene, polyethylenetetraphthalate glycol (PETG), 
polyvinylchloride, polyethylene, and poly(dimethylsiloxane) (PDMS) (32). In comparison to 
other materials, PDMS microfluidic devices are easy to fabricate and inexpensive. They are 
fabricated by casting the polymer against a pre-casted mold before crosslinking with a curing 
agent (16). 
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Both simple “T” PDMS/glass chips and serpentine chips were used in the initial method 
development and to separate proteins. During the electrophoresis to avoid Joule heating, buffer 
depletion due to electrolysis, and to minimize the evaporation of buffer and samples reservoirs, 
after few runs the sample and the buffer in the other reservoirs were replaced with new reagents 
(16). The assembled chips were used as soon as possible because old chips show uneven 
injections and run-to-run migration time differences. This may be due to uneven channel surfaces 
caused by drying and changes in surface chemistry (33-35). A polymer to curing agent ratio of 
10:1 was used in casting PDMS chips, and the proper degassing of the mixture was essential to 
avoid air bubbles trapping inside the cured polymer. Air bubbles in the PDMS create problems, 
such as leaking, unstable current and uneven channel surfaces. 
It is has been reported that the wet etching and glass bonding procedures were 
challenging (18). In this study, some of the glass chips had defects in channel surfaces. The wet 
etching procedure had to be optimized to get relatively uniform channel structures in the glass 
substrate (16). Degradation of the acid formulation and poor quality of the glass substrate created 
uneven etching and serrated channel edges. These defective channel structures gave 
irreproducible migration times and injection volumes. Further, they were more susceptible to 
clogging.  
Glass chips are more expensive and difficult to fabricate in bulk quantities in comparison 
to hybrid PDMS/glass chips (16). Also, the maintenance of the chip can be time consuming for 
repetitive use. Once clogged, they are difficult to unclog. In addition, proteins tend to stick to the 
glass surface during a separation, and thus the viability of chips was reduced over the time. 
Relatively large diameter reservoirs (4-5 mm) in a chip are needed to minimize the effects of 
evaporation and Joule heating. Drilling of larger diameter reservoirs is highly susceptible for 
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glass breakages. To minimize breakages during drilling, the reservoir size was kept small (2-3 
mm); however, small volume reservoirs were subject to high Joule heating and clogging with air 
bubbles, and buffer depletion. To solve these problems, pipette-tip necks were glued onto the top 
of the chips covering the reservoirs to increase the volume of the reservoirs. 
Permanent coating of the channel wall with modifiers generates neutrally charged walls 
(2, 27), and physically obstructing polymers (27, 36) or other sieving materials, such as a 
colloidal array (19), can be used to suppress the EOF. The developed microfluidic 
electrophoresis platform is compatible with different separation modes with the laser induced 
fluorescent detection. The separation of proteins using different separation modes and devices 
will be discussed in detail in the following chapters. Also, a summary of different chips and 
separation methods used in this study is included in Chapter three Scheme 3.1 and Table 3.2. 
 
2.3.5. Electrokinetic injection modes  
Standard analysis by microfluidic electrophoresis involves injection, separation and 
detection steps. The sample flow and the injection of the sample plug into the separation channel 
can be regulated by employing a pressure driven method or by an electrokinetic method (16). 
Electrokinetic injection is by far the most convenient and commonly used injection method since 
it does not require an additional pumping mechanism to move the sample fluid (16). Improved 
electrokinetic injection methods such as pinched injection with “pull back” voltages generated a 
defined sample plug and leakage-free injections. Well defined sample plugs and leakage-free 
injections are imperative to obtain a high separation efficiency and reproducibility (27). 
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Different electrokinetic strategies have been reported, and a selection of injection mode 
depends on the mode of separation and the analyte (37). Two common modes of electrokinetic 
injections have been utilized in microchip electrophoresis, gated injection and pinched injection. 
Gated injection can be performed only with EOF-driven flow, and pinched injection can be 
performed with or without EOF driven sample flows (19, 27, 37). In gated injection, the fluid 
gate is established between the sample and buffer solutions. The establishment of a leakage-free 
fluid boundary is contingent on the ionic strength, pH, and the field strength applied during the 
injection. For selected buffers, applied voltages should be adjusted with injection time to obtain 
the optimum leakage-free gating. Fluorescein was used to visualize the fluid flow at the cross 
junction of the sample channel and the separation channel. No mixing of buffer and the sample 
solution at the fluidic gate was observed because the interaction time is small, and therefore, 
diffusion is minimized (37-38). To inject a good sample plug into the separation channel, the 
ionic strength and the pH of the sample solution should be similar to the BGE (39). The size of 
the sample plug is determined by the time between “on” and “off” voltages in the buffer 
reservoir lead. This injection mode is simple; however, it has sample bias such as cation 
migration over anion migration due to higher apparent mobility of cations under cathodic-EOF 
(40-44). 
Gated injection based on anodic EOF was tested with a 5-cm PDMS/glass chip. 
Tetradecyltrimethylammonium bromide (TTAB), 2 mM, was used to dynamically coat the 
channel surfaces with positive charge. Negative potentials were applied to establish reverse EOF 
(anodic-EOF). It was difficult to establish reproducible gating with reverse EOF and therefore 
reverse polarity-based separations were discontinued.  
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Electrophoresis-based separation of proteins with MCZE (with normal polarity) shows 
relatively low resolution in protein separation (Chapter three, table 1.2). Reproducible gated 
injections were difficult to obtain under conditions that reduce or suppress EOF. As a result, 
pinched injection with “pull back” was introduced to obtain injections under conditions that 
suppress EOF. 
The most widely used electrokinetic injection mode is the pinched injection mode (37). 
The pinched injection with “pull back” mechanism is more complicated than gated injection and 
can be used for different types of analytes, such as small to large bio-molecule separation (19, 
44). This mode is mainly used under conditions that suppress EOF, such as microchip gel 
electrophoresis and other sieving-based methods. As depicted in the Figure 2.5, voltage 
switching introduced a sample plug into the separation channel. The volume of the injected 
sample is defined by the volume of the channel intersection. Relatively small “pull back” 
voltages were applied to the sample and sample waste reservoirs to prevent leakage into the 
separation channel (19, 27, 44). The amount of injection depends on the potential applied to each 
of the HV leads during the injection phase and the separation phase. It has been reported that a 
significantly lower amount of sample is introduced by pinch injection in comparison to an 
uncontrolled pinched injection (without “pull back” voltages) (44), and thus the pinched 
injection (with “pull back” voltages) creates lower detection limits as a result of smaller injection 
volumes and leak free injections (44). Similarly, the injection of a narrow sample plug provides 
higher separation efficiency.  
Si-nanoparticle-based separation will be discussed in detail in Chapters three and five. 
For these separations, pinched injection under relatively low voltages (60-80 V) was used. 
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Migration times of Si-nanoparticle-based separations were significantly longer than those of 
other chip-based separations. 
 
2.4. Conclusion  
A functional prototype microfluidic separation platform with red laser induced 
fluorescent detection was developed. It is a semi-automated system with integrated functional 
modules, including a separation module, an optical module, a detection module and a control 
module. In the separation module, different microfluidic devices were fabricated and tested, and 
they were compatible with the optical and control modules. The detection module comprised a 
red He-Ne laser and AF647-labeled analytes, which were suitable for very sensitive detection 
with relatively low scattering and auto-fluorescence in the epifluorescence microscope. 
Expression and purification of CaM mutants and labeling with AF647 were achieved 
successfully. A detection module, which contained an APD, was utilized to detect a 
concentration of 5 nM CaMAF647 with high signal-to-noise ratio (S/N=6). This system can be 
easily converted to detect different analytes by changing the laser and dichroic mirror, and by 
selecting a compatible fluorophore.  
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Chapter Three 
Development of Capillary Electrophoresis and Microchip Capillary Electrophoresis 
Methods for Protein Separation  
3.1. Introduction 
Electrophoresis-based separation and analysis techniques have been extensively used in 
proteomics, and among them capillary electrophoresis has proven to be one of the widely used 
methods for separation of proteins (1-2). Capillary electrophoresis uses high voltages, exhibits 
relatively short separation times and uses small sample volumes to attain very high separation 
efficiencies of up to millions of theoretical plates (3). Conventional electrophoresis methods, 
such as polyacrylamide gel electrophoresis present lower separation efficiencies than capillary 
electrophoresis (4). Other analytical methods such as 2-D gel electrophoresis with MS provide 
structural information and total analysis in proteomic studies (4-6). On the other hand, recent 
studies have revealed that both conventional capillary electrophoresis and MCE are adequate for 
total analysis in proteomics (4, 7-9). Capillary electrophoresis (CE) and MCE utilize the same 
electrophoretic separation modes for protein separation (4, 9-12). 
CaM, bovine serum albumin (BSA), and concanavalin A (ConA) were selected as protein 
standards in this study. The goal of the work described in this chapter was to optimize the 
separation of AF647-labeled CaM, BSA, and ConA using HPCE and different microfluidic 
devices, such as glass, PDMS/glass, and Si-nanoparticle colloidal array chips under different 
separation modes and conditions (Scheme 1). 
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3.2. Materials and methods  
Expression, purification, and labeling of a CaM mutant with AF647, T34C-CaM, were 
described in Chapter two. Commercially available BSA conjugated with AF647 and ConA (Life 
Technologies, Grand Island, New York) were used, and all protein samples were heat-denatured 
in the presence of SDS prior to the separation. 
 
3.2.1. Materials 
All reagents and samples were prepared with doubly-deionized water from an ultrapure 
water system (Barnstead, Dubuque, IA). Expression, purification, and AF647-labeling of CaM 
were described in Chapter two. AF647-labeled BSA and ConA were purchased from Molecular 
Probes (Eugene, OR). Fused silica capillaries (ID: 50μm and OD: 364 μm) were purchased from 
Polymicro Technology (Molex, Lisle, IL). Hydoxypropyl methylcelulose (HPMC) was 
purchased from Sigma-Aldrich (St. Louis, MO). n-Dodecyl-β-D-maltopyranoside (DDM) and 
HEPES were purchased from Fisher Scientific (Fair Lawn, NJ). Platinum (Pt) wire was 
purchased from TedPella (Redding, CA). HPMC and all other reagents, unless specified 
otherwise, were purchased from Sigma-Aldrich (St. Louis, MO).  
 
3.2.2. Sample preparation  
All samples were dissolved in the same run buffer (as an example BGE: 75 mM boric 
acid, pH 9.2) that was used for electrophoresis. Samples were heat-denatured in the presence of 
3.5 mM SDS at 95°C for 5 min prior to the separation, and stock samples were stored at -20°C. 
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Final sample concentrations were adjusted using the same run buffer. Samples, reagents, and run 
buffers were filtered by 0.22 micrometer syringe filter before separations. Almost all run buffers, 
otherwise mentioned, in this dissertation work contained SDS. A sample of each protein (100 
nM) was heat denatured (95 
°
C for 5 min) in the presence of 3.5 mM SDS. Other specific details 
of sample preparation and buffer conditions will be discussed in relevant results sections. 
 
3.2.3. Conventional capillary electrophoresis 
All CE separations were performed in a Beckman P/ACE
TM
 MDQ instrument (Beckman, 
Fullerton, CA). A bare fused silica capillary (31.2 cm, ~21 cm to the detector window from the 
inlet) was used. The module used in LIF detection comprised a 635 nm laser, fiber-optic 
connector, and photomultiplier tube (PMT). Fluorescence emission was collected through a band 
pass filter, 705 nm, FWHM 72 nm, ET705/72, 12 mm diameter, mounted (Chroma, Bellows 
Falls, VT). New capillaries were conditioned prior to the separation for 20 min each with MeOH, 
1 M NaOH, followed by 5 min with water using 10 psi pressure. Each separation was carried out 
at 20°C, and after each run, the capillary was washed in a sequential order with MeOH, 1M HCl, 
1M NaOH, and water for 2 min each, followed by BGE (75 mM boric acid, pH 9.2) for 3 min 
before injecting the sample. All samples were injected into the capillary by pressure injections 
(0.5 psi for 10 s). All samples were dissolved in BGE containing 3.5 mM SDS. The samples 
were heat-denatured (95°C for 5 min) and the analysis was carried out under normal polarity. 
The control of instrument, data collection and analysis were done by 32 Karat software 
(Beckman, Fullerton, CA). 
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3.2.4. Microchip capillary electrophoresis  
Glass chips were obtained from the Adams Micro-Fabrication facility (University of 
Kansas, KS) and Si-nanoparticle chips were obtained from Dr. Yong Zeng (University of 
Kansas, KS). PDMS/glass chips were fabricated according to the protocol described in chapter 
two. 
3.2.4.1. Preparation of microfluidic devices for protein separation 
Microfluidic channels in the device were checked using a microscope, and any particles 
were removed using 0.1 M NaOH or isopropyl alcohol with pressure. PDMS/glass and glass 
chips were conditioned with 0.1 M NaOH and nanopure water for 5 min each, followed by run 
buffer (which was specific to the experiment) for another 5 min. Before the separation, the 
device was checked again for any clogging. Similarly, after self-assembly of the colloidal array, 
Si-nanoparticle microfluidic devices were equilibrated with the run buffer for 20 min, and were 
not subjected to further conditioning prior to use. 
3.2.4.2. Sample injection  
Based on the separation mode and types of chip, two different electrokinetic injection 
methods were employed. A sample plug was introduced to the separation channel by 
manipulating the applied voltages in the reservoirs. Optimum applied voltages were determined 
using CaMAF647 injections. Injection mechanisms were described in detail in Chapter two. 
Specific details of injection time and voltages are discussed in the relevant sections. 
 
 
67 
 
3.2.4.3. Detection and data collection  
As previously described in Chapter two, a semi-automated system was used to control the 
power supply, HV relay box, detection and data collection. The real-time electropherogram 
display and other functions were interfaced using in-house LabVIEW (National Instrument, TX) 
programs, which were kindly provided by Ryan Grigsby (Adams Micro-Fabrication facility, 
University of Kansas, KS). 
 
3.3. Results  
3.3.1. Separation of standard proteins by CE 
An automated Beckman CE instrument was used to separate the three standard proteins, 
AF647-labeled CaM, BSA, and ConA. A red laser module (635 nm) with a fiber optic connecter 
was used as an excitation source, and sample injection, capillary washing and data collection 
were fully automated. As previously discussed, separation of proteins in bare capillaries by CZE 
was challenging. Surfaces of capillary walls adsorb proteins, and it is detrimental to the 
separation efficiency and reproducibility. The separation efficiency in CE is expressed as the 
number of theoretical plates, N for a given analyte N: 
   
   
  
                                                            
where L is the separation length and σL is variance of Gaussian distribution of an analyte band 
(10). Also, using the Einstein equation N can be described as follows (10): 
      ⁄                                                      
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where µ is the mobility of the individual analyte, D is its diffusion coefficient and V is the 
applied voltage across the capillary length. The separation efficiency can also be increased by 
increasing voltage. High voltages minimize the effect of diffusion, but this is limited by excess 
Joule heating and inadequate heat dissipation. Optimization of the field strength is required to 
maintain the balance between the separation efficiency and Joule heating. Also analytes with 
high mobility and low diffusion coefficients will give high plate counts due to relative low 
diffusion and band broadening (Equation 2). Equation 2, derived by Jorgenson and Lukacs 
assumes that diffusion is the only source for band broadening (10). But there are other sources of 
band broadening in CZE. The overall peak dispersion is a cumulative effect of analyte diffusion, 
injection, capillary wall effects, detection, and Joule heating (10). 
The separation length plays a major role in both MCE and CE, and in this work, the 
minimum capillary length usable in the instrument was selected to minimize the band broadening 
from adsorption. Therefore, the optimum field strength and other separation conditions 
mentioned in the previous paragraph are essential to minimize band broadening and to obtain 
adequate peak capacity. In this study all protein molecules were negatively charged, and, 
therefore, large anions eluted first, followed by medium and small anions, respectively in CZE 
with cathodic EOF driven separations. 
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Figure 3.1. Separation of three standards with a bare silica capillary without HPMC 
modification. Separation conditions are as follows: length of the capillary: 31 cm, detection 
length: 21 cm, ID: 50 µm, BGE: 75 mM boric acid, pH 9.2, 3.5 mM SDS, and applied field 
strength was 193.5 V/cm. Concentration of each analyte CaM, BSA and ConA were ~40 nM, 
~40 nM and ~20 nM, respectively. Peaks 1, 2, and 3 are ConA, BSA, and CaM, respectively. 
 
Separation of SDS-protein complexes (proteins were heat denatured in the presence of 
SDS) with bare silica capillaries is depicted in Figure 3.1, and the capillary length of 31 cm was 
selected. The BGE used in Figure 3.1, 3.2 and 3.3 contained 75 mM boric acid, pH 9.2 and 3.5 
mM SDS. According to the Equation 3, the increase of voltage, V should increase the resolution, 
Rs; however, Rs is also determined by other parameters, such as diffusion, EOF and 
electrophoretic mobility of analytes. In Equation 3, ∆µep is the difference in mobility between 
two analytes, μep is the average mobility of the two analytes, µeo is the EOF, E is the field 
strength of separation and Dm is the average diffusion coefficient of the two analytes (10). 
Further, the voltage V is given by, V = EL, and for a given capillary length increasing V will 
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increase the resolution and this approach will be limited by excess production of heat inside the 
capillary. 
            √
  
(       )  
                                                       
Another way to maximize the resolution is by reducing the EOF, and this will increase 
the migration time. Based on the Equation 3 improvement of resolution is directly proportional 
to the ∆µep.of analytes. These relationships have been used to improve the resolution in different 
separations in this chapter. 
According to Figure 3.1, the elution order is ConA, BSA and CaM, respectively, 
consistent with size-to-charge separation in CZE under cathodic-EOF driven conditions. Peaks of 
ConA and BSA were not fully resolved, and the CaM peak was baseline-resolved. From run to 
run, the resolution was reduced and alteration of migration time and brand broadening were 
observed. Therefore, it appears that relatively high and noisy background and partially resolved 
peaks were due to high adsorption of the proteins onto the capillary wall. These effects have 
been previously reported for bare capillaries (13). Further, the low separation efficiency and 
resolution might be due to the relatively high EOF generated from the bare capillary. CZE 
separations are significantly impaired by transient or permanent adsorption of proteins onto 
capillary walls (14). Even though the surface is negatively charged, anionic proteins can be 
adsorbed onto the channel wall by other interactions such as hydrophobic and hydrophilic 
interactions, van der Waals interactions, and H-bonding (15-18). One or more of these 
interactions can be present between a proteins and the surface (18). For example, negatively-
charged BSA (above pH 5) has been used to coat negatively-charged glass and other polymeric 
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substrates (PMMA) to minimize nonspecific adsorption (19). Further, BSA shows both 
hydrophilic and hydrophobic interactions with a glass surfaces at physiological pH (20-21). This 
contamination of the capillary surface creates a non-uniform ζ-potential over the length of the 
capillary (22). The ζ-potential is responsible for generation of EOF, and this non-uniformity 
creates zonal variation of the EOF, and as a result, additional band broadening and poor 
reproducibility of migration times have been reported (22-24). To mitigate negative effects, it is 
necessary to deactivate the capillary surface by suppressing these undesirable wall interactions 
with charged or uncharged modifiers. To modify the capillary surface permanent or dynamic 
coating of walls can be done with nonionic molecules (22). Predominantly, they are water-
soluble small molecules or nonionic and ionic polymers. Chemical bonding of small or large 
molecules or water-insoluble polymers were used in permanent coating (22). In this study, 
permanent coatings of capillary walls or microchip channel walls were not used. Buffer 
modifiers, such as n-dodecyl-β-D-maltopyranoside (DDM) and polymer-like cellulose 
derivatives, such as HPMC were used in this study (18, 25). 
HPMC reduces EOF and thus allows adequate time for zone separation based on µep of 
SDS-protein complexes before reaching the detection window (18, 26). Therefore, in the solution 
HPMC was used to coat capillary walls in CE and channel walls in MCE (26). A low 
concentration of HPMC reduces the EOF by reducing the ζ-potential and prevents interaction of 
SDS-protein complexes with the capillary wall (26). Higher concentrations of polymeric 
modifiers create variations in EOF, and reverse polarity analysis can be done under conditions 
that fully suppress EOF (26). First, separation was performed without HPMC (Figure 3.1), and 
then 0.01 and 0.05 % (w/v) HPMC were introduced in to BGE as separations were carried out 
(Figure 3.2 and 3.3). 
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Figure 3.2. Separation of three standards with a bare silica capillary with 0.01% (w/v) 
HPMC. Capillary length: 31 cm, detection length: 21 cm, ID: 50 µm, BGE: 75 mM boric acid, 
pH 9.2, 3.5 mM SDS, 0.01% (w/v) HPMC, and applied field strength was 193.5 V/cm. Peaks 1, 
2, and 3 are ConA, BSA, and CaM, respectively. Concentration of each analyte, CaM, BSA and 
ConA was ~40 nM, ~20 nM and ~10 nM, respectively. 
 
In Figure 3.2, the three analytes were separated with good resolution and reproducibility. 
A small increase of migration times of analytes in the presence of HPMC was observed (Figure 
3.1 and 3.2). This is due to the reduced EOF caused by the addition of HPMC. 
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Figure 3.3. Separation of three standards with a bare silica capillary with 0.05% (w/v) 
HPMC. Capillary length: 31 cm, detection length: 21 cm, ID: 50 µm, BGE: 75 mM boric acid, 
pH 9.2, 3.5 mM SDS, 0.05% (w/v) HPMC, and applied field strength was 193.5 V/cm. Peaks 1, 
2, and 3 are ConA, BSA, and CaM, respectively. Concentration of each analyte CaM, BSA and 
ConA were ~20 nM, ~10 nM and ~5 nM, respectively. 
 
The effect of HPMC concentration was further investigated by increasing its 
concentration up to 0.05% (w/v). The background signal was reduced considerably, and this may 
be due to the minimized adsorption of SDS-protein complexes onto the capillary wall. At the 
same time, the three standards were baseline-separated (Figure 3.3). The standards were 
separated using CZE with HPMC as a dynamic modifier using a relatively short capillary (31 
cm). The same length capillary was used for all CE separations. Higher amounts of HPMC [0.2-
0.3% (w/v)] were tested to achieve conditions that totally suppress EOF. However, under reverse 
polarity conditions the standards could not be separated. Figure 3.4 shows detection of CaM with 
reverse polarity and unable to obtain any successful detection of CaM. The high viscosity of 0.2-
0 1 2 3 4 5 6 7 8 9 10 11 12 13
0.00
0.02
0.04
0.06
R
F
U
Time (min)
1
2
3
74 
 
0.3% (w/v) HPMC created injection problems, and HPMC could not be dissolved completely in 
the run buffer that contained SDS. Further, high viscosity caused trapping of air bubbles in the 
run buffer and as a result, it was very difficult to obtain reproducible injections and separations.  
 
Figure 3.4. Detection of CaM with a bare silica capillary with 0.2% (w/v) HPMC and 
reverse polarity. Capillary length: 31 cm, detection length: 21 cm, ID: 50 µm, BGE: 4X TBE, 
pH 8.3, 3.5 mM SDS, 0.2% (w/v) HPMC, and applied field strength was 242 V/cm. 
Concentration of analyte CaM ~20 nM. 
 
The effect of high HPMC concentration, 0.2% (w/v), with normal polarity on CaM 
detection is depicted in the Figure 3.5. For this injection, ~20 nM CaM was used.  Reproducible 
injections could not be obtained in this CZE separation. 
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Figure 3.5. Detection of CaM with a bare silica capillary with 0.2% (w/v) HPMC and 
normal polarity. Capillary length: 31 cm, detection length: 21 cm, ID: 50 µm, BGE: 75 mM 
boric acid, pH 9.2, 3.5 mM SDS, 0.2% (w/v) HPMC, and applied field strength was 242 V/cm. 
Concentration of analyte CaM ~20 nM. 
 
Separation parameters in Table 1.1 were calculated using the following equations. The 
peak-to-peak resolution, R was calculated by Equation 4: 
     
        
     
                                                                            
where t1 and t2 are the migration times and w1 and w2 are the peak widths of adjacent peaks (27). 
The peak capacity, Pc is a separation performance measure of a capillary or a microfluidic 
separation channel with given conditions and was calculated using Equation 5: 
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          (
  
     
)                                                                                
where tr is the time of migration of the peak and w1/2h is the full width at half maximum (FWHM) 
(27-28). The number of theoretical plates also known as the efficiency parameter of a 
microfluidic capillary, N, was calculated by Equation 6: 
       (
  
 
     
 )                                                                       
where tR is total time of separation and w1/2h is FWHM of a peak (27, 29). The height equivalent 
to a theoretical plate, H was calculated using Equation 6, where L is the length of the capillary or 
separation channel (27, 30). 
    
 
 
                                                                                                    
Table 3.1. The calculated separation parameters for the standard proteins (Figure 3.3)  
Parameter Values 
Resolution (R) R1,2 : 1.5, R2,3 : 2.9 
Peak capacity (Pc) 21 
Protein ConA (peak 1) BSA (peak 2) CaM (peak 3) Average 
Number of theoretical plates, N/cm 2700 7800 12000 7500 
Peak height, H(m) 1.2 x 10
-4
 3.9 x 10
-5
 2.6 x 10
-5
 4.2 x 10
-5
  
 
Table 3.1 shows the separation parameters of the standard proteins in HPCE separation. 
Parameters were calculated using Figure 3.3 data (n=3). The peak-to-peak resolution of ConA 
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and BSA, and BSA and CaM was 1.5 and 2.9, respectively. The calculated peak capacity and the 
average number of theoretical plates of the capillary were 21 and 7500, respectively. The 
separation efficiency of the CE separation, the average of height equivalent to one theoretical 
plate, H was 4.2 x 10
-5
 m. 
 
3.3.2. Microchip electrophoresis separation of protein standards 
The standard proteins were then separated by microchip electrophoresis. The separation 
method was developed using the standard proteins with LIF detection as discussed in chapter 
two. Different microfluidic devices (glass, PDMS/glass, PDMS/PMMA), different injection 
mechanisms (gated and pinched), different run buffers (Tris, HEPES, phosphate, citric, and 
boric) were tested to obtain the highest possible resolution in the separation (Scheme 3.1 and 
Table 3.2). However, only the conditions that gave successful separation of the standard proteins 
are discussed in this chapter. 
The gated injection needed only two positive high voltage leads to establish the gating, 
and the injection was predominantly based on EOF. It was necessary to use high field strengths 
and high pH run buffers to obtain strong EOF. The sample injection voltage and separation 
voltage were adjusted to obtain leak-free reproducible gating as described in Chapter two.  
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Scheme 3.1. Flow diagram showing different experimental conditions tested during 
separation of the standard proteins. Different chip substrates and different chip designs were 
tested under different separation modes. Two different electrokinetic injections, gated injection 
which was driven by EOF, and cross injection which was based on EOF or electrophoretic 
mobility of the run buffer, were employed. 
 
Low pH buffers (citric acid and phosphate) were tested for gated injection in PDMS/glass 
and glass chips (Table 3.2). Low pH buffer (pH 4.0) alters the net charge of the standard proteins 
(average pI of the proteins are ~4.3, Table 3.5). With normal polarity proteins will migrate 
towards the cathode from anode irrespective to their charge (Figure 1.1). In Table 3.2, some of 
the conditions that did not provide successful separations are summarized, but successful 
separations are described in detail in the text. The low pH buffers generated low EOF. It was 
difficult to establish a fluidic gate under conditions that reduce EOF. As a result, using low pH 
buffers in the standard protein separation was not successful. HPMC was used with high pH run 
Different 
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Microfluidic
devices 
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PDMS/
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PDMS/
glass
Si-nano particle 
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Separation modes (+EOF or – EOF)
µ-CZE µ-CGE µ-MEKC Ogston sieving µ-MEKC + sieving
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Pinched/cross with 
pull back
Different run 
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Different buffer  
conditions
Separation 
conditions
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buffers to reduce EOF in PDMS/glass and glass chips. However, it was difficult to get 
reproducible gating and the separation of the standard proteins was not successful. 
Table 3.2. A short summary of buffers and buffer conditions used in MCE method 
development using the standard proteins 
Separation 
mode 
Buffer pH Modifiers/ 
additives 
Conditions Remarks 
 
MCZE and 
MEKC  
3.5 and 5-cm 
PDMS/glass 
chips 
 
 
Boric acid  
 
8.0, 
8.5, 
and 9.2  
 
SDS, HPMC  
SDS was added to 
reduce the 
adsorption 
(proteins with 
channel surface) 
and HPMC was 
used to reduce 
EOF. In MEKC a 
concentration of 
SDS above the 
CMC (critical 
micelle 
concentration = 8-
9 mM) was used 
to form micelles 
and interactions of 
proteins with 
micelles 
determine the 
separation (26). 
 
 
Buffer 
concentrations:
10, 25, 50, 
100, and 150 
mM, with the 
surfactant and 
the modifier, 
HPMC (0.01 – 
0.05 % (w/v)) 
or without the 
surfactant and 
the modifier  
 
* Could not separate a mixture of 
the three standards, but CaM and 
BSA  were separated with 100 mM 
boric acid, pH 9.2, 3.5 mM SDS 
(Figure 3.6) 
* CaM and BSA were separated 
without SDS (Figure 3.7) 
* Unable to establish gating in the 
presence of HPMC. Changing 
voltages and injection times were 
not successful.  
* CaM and BSA were separated 
with 10 mM boric acid and 0.01% 
(w/v) HPMC. But it was difficult to 
reproduce the data (Figure 3.8).  
* MEKC-based separation (with 15 
mM SDS) showed co-migration of 
the three standards.  
 
MCZE and 
MEKC, 
3.5 and 5-cm 
PDMS/glass 
chips 
 
 
Tris-HCl 
 
8.5  
 
SDS/ HPMC 
SDS was added to 
form micelles and 
HPMC to reduce 
EOF.   
 
12 mM, with 
3.5/or10 mM 
SDS and with 
or without 
HPMC  
 
Could not separate the three 
proteins in a mixture, Individual 
analytes had almost similar 
migration times. Could not 
establish gating in the presence of 
HPMC  
 
MEKC, 
5-cm 
PDMS/glass 
chip 
 
Boric acid  
 
 
9.2  
 
SDS, ACN  
SDS was added to 
form micelles and 
ACN was added 
to increase the 
solubility. 
 
 
25 mM boric 
acid, 25 mM 
SDS, and  20 
% ACN  
 
Could not separate the three 
proteins in a mixture. Individual 
analytes co-migrated  
 
MCZE, 
5- cm 
PDMS/glass 
 
Phosphate
/citric acid 
and 
phosphate 
 
4.0  
and 4.7  
 
 
No additives or 
surfactants  
 
Buffer 
concentrations 
are10, 20  mM 
 
Unable to establish gating. 
Low pH buffer (below pI) 
combination was used to change 
the net charge (- to +) of the 
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chip proteins. This reverses the direction 
of the mobility. 
 
MCGE, 
3.5- cm 
PDMS/glass 
chip 
 
Bio-Rad 
CE-SDS 
run buffer 
 
8.5 
 
Sieving media and 
SDS 
 
Use as it is 
 
Unable to establish gating. 
The BGE suppresses EOF and 
polymeric substance acts as a 
sieving media to separate the 
proteins by size. 
 
MCZE, 
10- cm 
PDMS/glass 
serpentine chip 
 
Boric acid 
 
9.2 
 
SDS 
 
25, 50 mM 
boric acid and 
3.5 mM SDS 
 
Unable to establish gating. Longer 
separation channel allows high 
peak capacity and more time to 
separate based on µ with same E. 
 
 
MCZE, 
5- cm glass 
chip 
 
MES, 
phosphate 
buffer 
 
7.4, 4 
and 4.7 
 
SDS 
 
10 mM MES 
buffer, 20 mM 
phosphate 
buffer, 3.5 mM 
SDS 
 
Unable to establish reproducible 
gating. Low pH MES was used to 
reduce the EOF and phosphate 
buffer will change the net charge of 
the proteins. 
 
MCZE 
5 cm glass 
chip,reverse 
polarity 
separation 
Boric acid 10 TTAB 25 mM boric 
acid and 2 mM 
TTAB 
Unable to establish gating. 
Positively charged TTAB was used 
to reverse the charge of the channel 
surface and to separate the proteins 
with negative polarity. 
 
MEKC, 
5- cm glass 
chip 
HEPES 7.5 DDM and SDS 20 mM 
HEPES, 0.1% 
(w/v) DDM, 
3.5 mM SDS 
Three proteins were separated 
(Figure 3.10). DDM was used to 
reduce the EOF, surface adsorption 
and micelles formation. 
 
MCZE,10- cm 
glass chip 
Boric acid 9.2 SDS 50 mM boric 
acid and 3.5  
mM SDS 
Three proteins were separated 
(Figure 3.9). Longer separation 
channel provides high peak 
capacity and allows more time to 
separate based on µ with same E. 
 
3.3.2.1. Separation of the standard proteins by PDMS/glass microchips 
Easy fabrication and low cost of production are positive attributes of PDMS/glass 
microfluidic devices (31). Strong adsorption, high Joule heating and frequent clogging are some 
of the drawbacks associated with PDMS/glass chips similar to other polymer-based devices (31). 
Different injection methods were selected based on the different separation modes. Different size 
PDMS/glass chips, such as 3.5-cm and 5-cm simple ‘T’ chips, and 10-cm long serpentine chips 
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were tested in the method development. Outcomes are discussed in Table 3.2. 
 
Figure 3.6. Separation of the standard SDS-protein mixture of CaM and BSA with 3.5 cm 
PDMS/glass chips by MCZE. The separation conditions were as follows: separation buffer 
composition was 100 mM boric acid, pH 9.2, 3.5 mM SDS, separation potential 1.4 kV (400 
V/cm), injection time 0.3 s. The detection length was ~3 cm. Concentration of each analyte was 
~50 nM. Two electropherograms were overlaid to identify the two peaks. 
 
But the separation of a mixture of standards was unsuccessful in 3.5-cm and 5-cm long 
channels PDMS/glass chips with MCZE. This might be due to low peak capacity and low 
electrophoretic migration of analytes in a short separation distance.  
Figure 3.6 shows the separation of two standards using a 3.5-cm long channel 
PDMS/glass chips with MCZE and gated injection. Only a mixture of CaM and BSA was 
injected, but it was difficult to achieve a baseline resolution of the two proteins. Peaks were 
assigned by spiking with CaM. All three standards (CaM, BSA and ConA) in a mixture co-
migrated as a single peak in both 3.5-cm and 5-cm chips. Although different separation 
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conditions were tested (Table 3.2) it was still not possible to separate the three standards by 
PDMS/glass hybrid chips.  
MCZE-based serpentine PDMS/glass chips with 10 cm separation channels were 
evaluated for standard protein separation. But the chip failed within a few minutes. A long 
separation channel in a microfluidic device with MCZE requires relatively high voltage to 
maintain the same field strength. High field strengths create high rates of Joule heating and 
electrolysis of the BGE (50 mM boric acid, pH 9.2 and 3.5 mM SDS). Also, longer separation 
channels are highly susceptible to clogging. A longer separation channel needs longer separation 
times with shallow and wide reservoirs (a relatively large volume is needed to reduce the effect 
of Joule heating), and it caused evaporation of buffers.  
 
Figure 3.7. Separation of CaM and BSA without SDS in the BGE with MCZE. Chip: 5 cm 
PDMS/glass, BGE: 150 mM boric acid, pH 9.0. Separation and injection voltages were 2400 V 
and 2000 V, respectively. The separation field strength was 480 V/cm. Detection length and 
injection time was ~4 cm and 0.3 s, respectively. Peak 1 and peak 2 were CaM and BSA, 
respectively. (A) The electropherogram obtained for the first injection (B) The electropherogram 
obtained for the second injection.  
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The effect of protein adsorption onto the chip substrate in PDMS/glass chips is 
demonstrated in Figure 3.7. A relatively high ionic strength buffer (150 mM boric acid, pH 9.2) 
was used to reduce the EOF and only a mixture of two of the standard proteins (CaM and BSA) 
was used in this separation. Injection time, 0.3 s and the detection length (~4 cm) were kept 
constant for both runs. Panel A shows the first run of the MCZE separation with gated injection, 
and relatively a good resolution was obtained. Panel B shows the next run of the same sample, 
and the peak heights and peak shapes were changed. Further, the band broadening was increased 
and sensitivity was decreased likely due to the adsorption of protein into the surface. 
 
Figure 3.8.  Separation of CaM and BSA with conditions that reduce EOF with MCZE. 
Chip: 3.5 cm PDMS/glass, BGE: 10 mM boric acid, pH 8.7, 0.01 % HPMC, and 3.5 mM SDS. 
Separation and injection voltages were 1400 V and 1200 V, respectively. The separation field 
strength was 400 V/cm. Detection length and injection time were ~3 cm and 0.3 s, respectively. 
Peak 1 and peak 2 were assigned as CaM and BSA, respectively. 
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Separation of CaM and BSA is depicted in Figure 3.8 and the EOF was reduced by 
HPMC. The BGE consisted of 10 mM boric acid, pH 8.7, 0.01 % HPMC, and 3.5 mM SDS.  
Deformed peak shapes were observed in this separation and the peak shape deformity was 
reported previously in HPMC-based separations (18). With gated injection, it was difficult to 
reproduce the data due to uneven injections and clogging of chips caused by HPMC. Uneven 
coating of HPMC creates uneven EOF and will result in different injection volumes. 
 
3.3.2.2. Separation of protein standards by glass microchips 
Because of operational problems such as high Joule heating, fluid evaporation, and 
clogging in the serpentine PDMS/glass chips, glass chips were selected. Glass chips are more 
stable to high voltages (7-8 kV), and large reservoirs can be cast around the reservoirs of the chip 
to increase the buffer and sample volume, and this would minimize effects of the Joule hating 
and buffer evaporation. Glass chips possess relatively rigid structure and a high heat capacity in 
comparison with the PDMS substrate. 
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Figure 3.9. Separation of the standard proteins with MCZE by a serpentine glass chip (A). 
The separation conditions were as follows: separation buffer composition was 50 mM boric acid, 
pH 9.2, 3.5 mM SDS, separation potential 7.5 kV, field strength was ~750 V, and injection time 
0.3 s. The detection length was ~9 cm. Peak 1, 2, and peaks 3 are ConA, CaM, and BSA, 
respectively. (B) Four consecutive runs showing reproducibility. 
 
A serpentine glass chip with a 10 cm separation channel was used to separate the 
standards by MCZE with minimum modification (only 3.5 mM SDS used and it is below the 
CMC) to the channel wall or BGE. The run buffer contained 50 mM boric acid, pH 9.2 and 3.5 
mM SDS. Three proteins were separated in under 100 s, and the elution order was ConA, CaM, 
and BSA respectively (Figure 3.9). The separation of the three proteins was based on size-to-
charge ratio. The observed elution order contradicts the expected elution order of MCZE with 
normal polarity. According to the expected elution order, BSA should elute before CaM. 
However, CaM elutes before BSA under these experimental conditions. The addition of SDS 
into the run buffer did not change the order of elution (Figures 3.6 and 3.7). It is impossible to 
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explain the observed elution order using existing experimental conditions.  
Figure 3.9.B shows four consecutive runs of the same separation, and the peak shape, 
peak width, peak height, and migration time varied from run to run. This may be due to varied 
surface adsorption of SDS-protein complexes onto the channel walls. Since the BGE did not 
contain any surface-specific modifiers other than SDS, the extent of adsorption of proteins was 
high. Further, glass substrates generate higher EOF in comparison to PDMS, and therefore 
controlling EOF with moderate velocity is essential for zone separation of analytes. Otherwise, it 
is necessary to have longer separation channels to allow adequate time for the zone separation. 
Hence, organic modifiers can be used to reduce EOF and thus allow shorter separation channels 
(25). 
 
Figure 3.10. Separation of protein standards by MEKC with 5 cm glass chip. As BGE, 20 
mM HEPES, pH 7.5, 0.1% (w/v) DDM, and 3.5 mM SDS were used. Separation voltage and 
detection length are 2500 V and ~4 cm, respectively. The separation field strength was 500 
V/cm. Gated injection time is 0.5 s. (A) Peak 1, peak 2, peak 3 are ConA, BSA, and CaM, 
respectively. (B) Relationship between apparent mobility and the molecular weight of the 
standard proteins in panel A. 
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An organic modifier, DDM (a water-soluble, non-ionic disaccharide derivative with C10 
linear hydrocarbon chain) was used as a dynamic coating in this experiment (25). A glass 
microchip with 5-cm long separation channel was used with a low conductive buffer, 20 mM 
HEPES, pH 7.5, 0.1% DDM, 3.5 mM SDS (Figure 3.10). The injection time and separation field 
strength were 0.5 s and 500 V/cm. Neutral DDM and SDS surfactants form negatively charge 
mixed micelles and interaction of the proteins with DDM-SDS micelles determines the 
separation. Addition of DDM into SDS reduces the CMC of SDS (0.26 mM) (25). The 
concentrations of surfactants used in this experiment were 10 fold above the CMC. Thus, the 
separation mechanism of proteins in the presence of DDM-SDS micelles is same as in MEKC. 
Further, adsorbed hydrophobic molecules (DDM) act as a coating, and that reduces the strength 
of the electrical bi-layer, which is essential for EOF generation (22, 25). Figure 3.10A shows 
separation of the three standard proteins in 100 s. The above mentioned separation conditions 
offered good reproducibility without changing migration times and peak shapes. This may be 
related to the reduced protein adsorption onto the channel walls in the presence of DDM.  
The observed elution order was consistent with MEKC, first large ConA (106 kD), then 
relatively smaller BSA (66 kD), followed by CaM (18 kD) (Figure 3.10A). Apparent mobilities 
of the three proteins are illustrated in Figure 3.10 B. The partitioning of large molecules such as 
proteins inside micelles is impossible and thus the exact separation mechanism of large 
molecules under MEKC is yet to be defined (26). The number of micelles interacting with a 
protein depends on the protein size and number of hydrophobic residues. Hence, the interaction 
will increase the surface area. Further, the interaction of micelles with proteins may affect the 
frictional drag and alter the electrophoretic mobility of the proteins.  
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Irrespective of the separation mechanism the elution order of the proteins is compatible 
with the typical elution order of MCZE (from the largest negatively charge analytes to the 
smallest negatively charge analytes). The elution order of the three proteins with respect to 
apparent mobility and molecular weight of the proteins is illustrated in Figure 3.10B. Deviation 
in migration times and peak tailing in MEKC separations can occur as a result of high EOF and 
non specific adsorption of proteins to the channel wall (19, 26). The buffer recipe used in this 
experiments was initially reported by Zare and coworkers, and they used a 3-cm long PDMS 
chip (25). They have reported separation of immunocomplexes and photosynthetic protein-
chromophore complexes in Synechococus cell lysate. In this experiment, a 5-cm long glass chip 
with DDM was used to reduce EOF and to minimize surface adsorption proteins. Further, the 
low conductive HEPES buffer at low pH created relatively lower EOF than the high pH boric 
acid buffer. 
 
3.3.2.3. Separation of protein standards by Si-nanoparticle colloidal array microfluidic 
devices 
Size-based separation methods have been popular in proteomics (11). Miniaturized 
systems like microchips still rely on gels or polymer-based solutions to separate large 
biomolecules, such as proteins (32-34). Non-conventional methods such as nano-structured 
molecule-sieving have received attention, and Zeng and Harrison introduced a sieving-based 
technique using self-assembled Si-nanoparticle colloidal arrays (35-38). In this work, the same 
method to separate the protein standards was applied. Sieving-based protein separation is 
challenging, and colloidal beds with very small pore sizes are needed to achieve separations with 
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high resolution (36).  
 
Figure 3.11. Separation of protein standards by Si-nanoparticle colloid array microfluidic 
devices. Separation length was 1 cm, detection length was ~5 mm. 4X TBE, pH 8.5, 3.5 mM 
SDS, was used as BGE (A) separation of a mixture of three protein standards using 400 nm 
array. (B) Separation of the same protein standards using 170 nm array. The separation field 
strength was 57.85 V/cm. (C) A semilog plot of the apparent mobilities of SDS-protein 
complexes vs protein molecular weights with a least-squares linear fit (n=7). Fit parameters are: 
R
2
=0.9999 and log µ = -0.001MW - 4.413. 
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Further, it is important to note that this separation mechanism employs conditions that 
suppress EOF. BGE with high ionic strength, (4X TBE, pH 8.3) was used to obtain the 
conditions that suppress the EOF. High resistance of fluid flow in the sieving media also reduces 
the effect of EOF. 
Figure 3.11A shows the separation of three standards with a 400 nm colloidal array. The 
BGE was 4X TBE, pH 8.3, 3.5 mM SDS and the detection length was ~5 mm. Two 
electropherograms were obtained with two different field strengths for the same sample. The 
standard proteins were partially resolved with the 400 nm Si-particles array. The pore size in the 
400 nm bed was ~60 nm [~15 % of the diameter of a nanoparticle (36, 38)] and this may be too 
big for sieving-based separations of the proteins. The separation was greatly improved with a 
170 nm Si-particle array (Figure 3.11B). The three proteins were baseline-resolved despite the 
shorter separation distance of ~5 mm (pore size, ~26 nm and field strength, 57.85 V/cm). 
The sieving based separation of the standard proteins can be explained with the Ogston 
model. The model assumes that the ratio of electrophoretic mobility, µ, and free flow mobility, 
µₒ, is equal to the fractional gel (sieving media) volume, ƒ, (volume that can be occupied by the 
analyte during migration) (39-41). Other parameters of the geometric model relating to ƒ are the 
concentration of the gel, C, the particle (analyte) radius (radius-of-gyration), Rg, and the mean-
pore-size of the sieving media, a. Also, in the random gels where Rg < a and (39-40, 42-43): 
 
 ₒ
                                                                     
where, K is retardation factor and      
  (42). Equation 8 can be rearranged with Equation 9: 
     ₒ 
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The Equation 9 was proposed by Kohn et al. (44), and Rₒ is a constant and a prefactor for 
denatured proteins, N is the number of amino acids in the polypeptide chain, and υ is an 
exponential scaling factor where for an ideal random-coil in a solvent υ = ½ (44). 
Also       ⁄ , where M is the molecular weight of protein and average molecular weight of 
an amino acid is 110 Da. Considering all above parameters and Equations 8 and 9, µ can be 
explained by: 
   
 
 ₒ
                                                                          
With the Equation 10, the logarithmic apparent mobility and the molecular weight of proteins 
will have a linear relationship with a negative slope. The apparent mobility of a protein was 
calculated by Equation 7 given in Chapter one. 
Figure 3.11C depicts a plot of logarithmic electrophoretic mobility (apparent mobility) 
against molecular weight of the three standards. The average apparent mobility of each protein 
was determined from the separations performed under the same conditions as in Figure 3.11B. A 
linear least-squares fit to the variables shows good linearity (R
2
=0.9999) that can be explained 
with the Ogston mechanism in 170 nm Si-colloidal arrays (36, 38). The sieving takes place in the 
colloidal array, and it provides the geometric and dynamic conditions necessary for the Ogston 
model (36-39, 45-46). The colloidal array offered the fractional volume needed to accommodate 
the standard proteins and it was assumed that the mobility of molecules was proportional to the 
fractional volume (38, 47). The array with a practical diameter of 170 nm (pore size ~26 nm) was 
used to separate the standard proteins used in this experiment (36). During the electrophoretic 
migration, smaller proteins traveled faster through the porous media, followed by the next largest 
protein (37-38). This separation encountered the Ogston mechanism requirements (static sieving 
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media, the radius of gyration of analytes smaller than the pore size) and it is indicated by the 
linear fit between the mobility and molecular weight of the proteins. 
 
Table 3.3. The calculated separation parameters for the standard proteins by a Si-
nanoparticle array (Figure 3.11B). 
Parameter Values 
Resolution (R) R1,2 : 2.9, R2,3 : 2.6 
Peak capacity (Pc) 14 
Protein CaM (peak 1) BSA (peak 2) ConA (peak 3) Average 
Number of theoretical plates, N/cm 1000 1900 1700 1500 
Peak height ,H(m) 9.7 x 10
-6
 5.3 x 10
-6
 5.9 x 10
-6
 6.5 x 10
-6
  
 
Table 3.3 shows the average separation parameters of the three standard proteins, and 
they were calculated using Figure 3.11B data (four electropherograms, n=4 was used to calculate 
the average apparent mobilities). The peak-to-peak resolution of CaM and BSA (R1,2), and BSA 
and ConA (R2,3) are 2.9 and 2.6, respectively. The calculated average peak capacity and the 
number of theoretical plates for the Si-nanoparticle colloidal array (1 cm) were 14 and 1500, 
respectively. The average separation efficiency of the Si-colloidal array, the height equivalent to 
the one theoretical plate (H), was 6.5 x 10
-6 
m. Accordingly, the Si-nanoparticle colloidal array 
provided the best separation of the standards. 
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Figure 3.12. A calibration plot of CaMAF647 with a Si-nanoparticle array chip. The 
separation length was 1 cm and detection length was ~5 mm. BGE: 4X TBE, pH 8.5, 3.5 mM 
SDS ,and field strength was 57.85 V/cm. (A) An overlay of the electropherograms obtained for 
six AF647-labeled CaM standards ranging from 5 to 100 nM (B) A calibration curve of 
CaMAF647 standards with linear least-squares fit (n=4).  
 
A calibration curve was generated to determine the concentration of AF647-labeled CaM, 
and estimate the limit of detection (LOD) and limit of quantitation (LOQ) using the Si 
nanoparticle chip (Figure 3.12). To mimic actual separation conditions with other proteins, 5 nM 
AF647-labeled BSA was also included in each sample. A linear least-squares fit of the data 
shows linearity (R
2
=0.9797) for each electropherogram obtained. The LOD of this study was 
below 5 nM (S/N=5) and LOQ was within 5 nM (S/N=6) for these separation conditions. 
 
3.4. Discussion 
Capillary electrophoretic separation of proteins has been challenging due to several 
factors; ideally, the surface of the capillary does not interact with analytes under the electric 
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field, and the separation is governed by the mobility of analytes (14, 48-49). The main problem 
associated with CE separation is the non-specific adsorption of proteins, and the interaction 
between proteins and silanol groups at the inner capillary surface (2, 4, 10-11).  
Table 3.4. A comparison of diffusion, mobility, and surface adsorption of small molecules 
and proteins 
Analyte Diffusion Mobility Adsorption 
Small molecules 
Rapid High Low 
Proteins 
Slow Low High 
 
Macromolecules like proteins exhibit slow mobility under the electric field, relatively 
high non-specific adsorption (15-19, 21, 26), and interaction with the capillary wall or 
microchannel wall (Table 3.4). These unfavorable interactions are common in CE and MCE, 
often causing band broadening, asymmetric peaks, altered EOF, poor separation efficiency and 
irreproducibility (4, 18). Numerous approaches, such as modifying the capillary surface with 
coating have been proposed to improve the sensitivity and the separation efficiency. Dynamic 
and permanent coatings of channel walls not only suppress the adsorption but also enhance the 
separation efficiency (22). Other methods are focused on improving the BGE performance using 
extreme pH, high ionic strength, zwitterions, organic additives, and surfactants (18, 22, 50). 
Dynamic coating and modification of run buffers are the two most common methods 
used for surface modification in both CE and MCE (1, 4, 11). In my method development, 
various buffers and modifiers were used in both CE and MCE, and the effect of these modifiers 
was discussed in the relevant sections. SDS (as an example in CZE, the SDS concentration was 
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3.5 mM and it is below the CMC (8-9 mM)) was added in all BGEs and sample reagents as a 
dynamic coater to reduce the adsorption (51), and to improve the separation efficiency and 
reproducibility. Similarly, samples were heat-denatured in the presence of SDS to reduce 
adsorption, and enhance the separation in both CE and MCE (51). 
Table 3.5. A comparison of MW and pI of selected protein standards  
Protein 
MW with AF647 
(kDa) pI (52-54) 
Grand average 
hydropathicity 
(GRAVY) (55-58) 
CaM 
~18 3.9-4.3 ~ - 0.649 
BSA 
~66 4.7 ~ - 0.479 
ConA 
~106 4.5-5.5 ~ - 0.208 
 
As shown in the Table 3.5, the standard proteins have a wide range of molecular weights 
(MW), whereas their isoelectric points (pI) are very close to each other. Since the pI values are 
close to each other, separation with extreme pH might be unproductive due to their charge being 
the same (4). However, the masses of the proteins are very different and size-based separations 
were more successful than the charge-to-size separations. Because of close pI values, migration 
times would be close in all analytes, and consequently, CZE-based separation without modifying 
the BGE was poor (Figure 3.1). At pH>5, all three standards were negatively charged, and there 
is little difference in the electrophoretic mobilities of the SDS-protein complexes in open 
capillaries (51). Grand average of hydrophathicity (GRAVY) values of the standard proteins was 
calculated using ExPASy PortParam software (Table 3.5) (55, 58). The GRAVY value of a 
protein is an indicator of its solubility, and a protein with a negative GRAVY value was 
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described as hydrophilic. A protein with a positive GRAVY value was described as hydrophobic 
(55). Based on the GRAVY values, the standard proteins are negative and hydrophilic (Table 
3.5). A separation of these analytes by CZE is challenging in both CE and MCE, unless modified 
separation conditions, such as modification of channel walls and changing the field strength, 
were used. (59-60). Changing the length of the capillary was not a limitation in CE; however, 
unmodified capillaries can cause surface adsorption and band broadening, and consequently 
sensitivity, reproducibility and separation efficiency were also diminished (15). Therefore, the 
shortest possible capillary length that could be used in the instrument was used. Further, surface 
modifications (HPMC) were introduced by HPMC in these separations as described in section 
3.1. 
Surface treatment in CE and MCE plays a significant role in achieving a high separation 
efficiency and resolution (4). Surface adsorption of biomolecules cannot be eliminated; however, 
it can be minimized by simple techniques, such as coating (18). Coating is an effective method to 
minimize non-specific adsorption of proteins onto capillaries. In this study, CE and MCE 
dynamic coating were used. Selection of buffers, additives and surfactants were based on the 
separation modes and injection methods. As an example, sieving-based separations use 
conditions that suppress EOF. Further, high ionic strength buffers were used to suppress EOF 
and samples were introduced by pinched injections. Hence, MCZE uses low ionic strength 
buffers with gated injection. Buffers with high buffer capacity, such as boric acid were selected, 
and their ionic strengths and pH values were adjusted depending on the separation modes and 
conditions.  
The aim was to use a simple BGE (in CE) for separation of the standard proteins that 
could be used in MCE. Therefore, a minimum number of additives (SDS, HPMC) were used to 
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modify BGE and coat capillaries. It has been reported that surfactants such as SDS in BGE 
reduce interaction of proteins with the capillary wall and improve the separation efficiency (51). 
As a result, the proteins were heat-denatured in the presence of SDS in our experiments. 
SDS and heat-denaturation alter the native conformation (61). Once all protein analytes 
are heat-denatured in the presence of a high concentration of SDS (10 mM), they have a uniform 
negative charge density and a spherical shape. In MCZE, the same shape but different size 
protein bands separate based on their electrophoretic mobility. Ultimately, the analytes are 
separated based on their size-to-charge ratio. On the other hand, hydrophobic moieties of SDS 
molecules in the run buffer, can interact with the microchannel wall (62). This interaction 
reduces adsorption of proteins onto the microchannel wall without changing the EOF (62). Using 
SDS, which acts as an additive and reduces surface adsorption of proteins, is an added advantage 
in the CE and MCE (51, 62). 
 
3.5. Conclusion 
In this chapter, the separation of SDS-protein complexes by capillary electrophoresis 
methods combined with LIF detection was demonstrated. Conventional CE was used to separate 
three protein standards with normal-polarity MCZE. The standards were successfully separated 
by HPCE using a relatively short capillary and dynamic coating with HPMC. Additionally, the 
three standards were separated in 100 s by MCE using glass chips. Si-nanoparticle colloidal 
array chips provided better resolution and separation in comparison with glass chips. The 
separation on glass chips is determined by the apparent electrophoretic mobility, whereas the 
separation on Si-nanoparticle chips is determined by the size (molecular weight). The EOF is 
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strong in glass chips and the baseline-resolution could not be obtained due to the inefficient 
zone-separation. Minimizing the surface adsorption and regulating the EOF are required to 
achieve high separation efficiency, high resolution, and sensitivity. The sieving-based separation 
mechanism offered better resolution and higher separation efficiency likely due to the conditions 
that suppress EOF, in comparison to MCZE. Conditions that suppress EOF promote 
electrophoretic migration of analytes, which results in better resolution and higher separation 
efficiency. Additionally, the sieving media reduce the diffusion and this also contributes to the 
better separation performance. 
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Chapter Four 
Photochemical Cross-linking of Calmodulin and Calmodulin-Binding Proteins 
4.1. Introduction 
Calmodulin binding proteins (CBPs) play a major role in regulating cellular functions 
through interacting with calmodulin (CaM) (1-2). The interaction of CaM and CBPs is 
determined by the cellular Ca
2+
 concentration. CBPs are associated with aging, and diseases like 
Alzheimer’s, and cancer (3-4). Rapid and sensitive methods to analyze complex biological 
samples are required to identify and profile CBPs. The existing methods, such as the CaM-
binding overly technique (CaMBOT), LC-MS, affinity chromatography, and SDS-PAGE, have 
limitations such as long analysis time and low sensitivity (5-7). Additionally, they require a 
considerable amount of sample which is a limiting factor in analyzing biological samples.  
Here, a fast and sensitive method for studying CBPs is described. It utilizes a MCE 
protein separation assay with laser induced fluorescence detection (LIF), allowing us to use small 
sample volumes (8). Detection of CBPs was based on LIF detection of bound CaMAF647 in the 
CaM-CBP complex. The CaM binding affinity to CBPs is very strong: the Kd s are in the 
nanomolar to sub-nanomolar range with slow off-rates (1, 9-10) However, electrophoretic 
separation conditions, such as heat denaturation in the presence of SDS and high ionic-strength-
buffers, could disrupt the CaM-CBP complex (11-12). Hence photo-chemical cross-linking to 
maintain the protein complexes was proposed. Endothelial nitric oxide synthase (eNOS) and 
calcineurin (CN) were selected as model proteins. eNOS has different isoforms, but the selected 
isoform had a MW of ~135 kD (13-14). CN is a heterodimer: the large subunit (calcineurin A, 
~60 kD) binds to CaM, and the small sub unit (calcineurin B, ~19 kD) does not bind to CaM (15-
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16). The pI values of the eNOS and CN are ~7 and ~6.7, respectively. In this chapter, photo-
reactive cross-linking agents, methods of cross-linking, and analysis of the photo-chemically 
cross-linked proteins will be discussed. 
 
4.2. Materials and methods 
4.2.1. Materials 
T34C-CaM was expressed and purified, followed by labeling with AF647. The CaM 
double mutant, T34-110C-CaM was available in the laboratory of Dr. Carey Johnson (University 
of Kansas, KS) (17-18). eNOS samples were kind gifts from Dr. David C. Arnett (Northwestern 
College, Orange City, Iowa) and Dr. Anthony Persechini (School of Biological Sciences, 
University of Missouri, Kansas City, MO). CN was kindly provided by Dr. Paul M. Stemmer 
(Wayne State  niversity, Detroit, MI).  etero bi-functional amine-reactive diazirine cross-
linkers  succinimidyl 6-(4,4  -azipentanamido) hexanoate (NHS-LC-SDA), and succinimidyl 4,4-
azipentanoate (NHS-SDA)], benzophenone-4-maleimide (BPM), and Zeba spin desalting 
columns were purchased from Pierce (Rockford, IL). Tris-HCl ready gels, Tris-Glycine buffer, 
and Precision Plus Protein dual color standards were purchased from Bio-Rad (Hercules, CA). 
PVDF membranes (0.45 μm) were purchased from Milliphore (Bedford, MA). Enhanced 
chemiluminiscence (ECL) detection kits were purchased from GE Healthcare, UK. CaM 
polyclonal and monoclonal antibodies were purchased from Santa Cruz (Paso Robels, CA). 
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4.2.2. Photochemical cross-linking of BPM-labeled CaM with eNOS  
BPM labeling of CaM was carried out according to the double-labeling protocol 
published previously (17-19). The CaM mutant, T34-110C-CaM, which contains two Cys 
residues, was labeled in the presence of AF647 (1 mg) and BPM. BPM was dissolved (1mg /mL) 
in dimethylformamide (DMF). Unreacted AF647 and BPM were removed from the mixture of 
proteins as described in Chapter two. Double labeled T34-110C-CaM, which was labeled with 
two BPMs or two AF647 dyes or one BPM and one AF647, was separated from single labeled 
products (T34-110C-CaM containing one BPM and one AF647) by C18 reverse phase HPLC 
according to a previously published method (17-18). The concentration of recovered 
CaMAF647-labeled cross-linker (BPM-CaMAF647) was determined by UV-vis spectroscopy. 
BPM-CaMAF647 and eNOS were mixed in a molar ratio of 2:1 (2.6 µM of BPM-CaMAF647 
was mixed with 1.3 µM eNOS) in 10 mM HEPES, pH 7.4 containing 2 mM Ca
2+
. The mixture 
was incubated for 30 min at room temperature, followed by argon saturation for 30 min. The 
mixture was photo-irradiated at 350 nm for 30 min in a RAYONET photo-chemical reactor 
(Bradford, CT) with four bulbs (15 W each) (20-21). 
 
4.2.3. Photochemical cross-linking of NHS-diazirine labeled CaM with CN and eNOS  
CN and eNOS were cross-linked separately using NHS-diazirine according to the 
manufacture’s protocol (22-23). Briefly, the ~50 µM CaMAF647 and the ~25 µM CBP were 
prepared in 2 mM Ca
2+
 containing 10 mM HEPES, pH 7.4, separately. 10 mM NHS-diazirine 
was prepared in DMSO. The cross-linker and CaMAF647 (50:1) were incubated for 30 min at 
room temperature. The reaction was quenched by adding Tris·HCl, pH 8 to obtain a final 
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concentration of 100 mM Tris, followed by incubation at room temperature for 5 min. Unreacted 
linker and salts were removed by Zeba desalting spin columns. The CaMAF647 labeled with 
cross-linker was mixed with a model CBP, 1:1 ratio (~10 µM each ) in 2 mM Ca
2+
 containing 10 
mM HEPES, pH 7.4 buffer. The mixture was incubated for 30 min at room temperature, 
followed by argon saturation for 30 min. The mixture was photo-irradiated at 350 nm for 15 min 
in a RAYONET photo-chemical reactor (Bradford, CT) with four bulbs (15 W each) (21). CN 
and eNOS were separately labeled with NHS-SDA and NHS-LC-SDA. 
 
4.2.4. SDS-PAGE analysis of cross-linked CaM-CBP protein complexes 
Protein samples (~1 µg from each sample) were reduced using β-mercaptoethanol, and 
heat-denatured in the presence of SDS (4 times the protein concentration). The samples were 
separated on 4-20% Tris-HCl ready gels using Tris-glycine-SDS as a run buffer. Protein Plus 
Dual Color standards were used as reference markers to estimate molecular weights of proteins. 
After the electrophoresis, gels were stained with Coomassie brilliant blue or used for Western 
blotting (WB). 
 
4.2.5. Detection of photoproducts by Western blotting 
Western blotting was carried out according to a previously published protocol (24). 
Following SDS-PAGE, photoproducts and proteins (control samples) were transferred onto a 
PVDF membrane by electrophoresis at 100 V for two hours using Tri-glycine buffer, pH 7.5. 
Non-specific absorption was blocked with 5% milk in 20 mM Tris, pH 7.5, 150 mM NaCl, 0.1% 
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(v/v) Tween 20, for one hour at room temperature, followed by treating with monoclonal CaM 
antibody for immunodetection. Enhanced chemiluminescence detection was used to visualize the 
bands of CaM and CaM-CBPs. 
 
4.2.6. Intact protein analysis by LC-MS 
Photo-chemically cross-linked CaM-CN and CaM-eNOS were analyzed by ESI-MS 
(Analytical Proteomics Laboratory, University of Kansas, KS) and LC-MS-TOF (Laboratory of 
Dr. David Weis, University of Kansas, KS). LC-MS-TOF analysis was performed in the 
laboratory of Dr. David Weis and briefly described in the following paragraphs. In this study, 
only CaM-CN was analyzed due to the higher purity of the CN sample than the eNOS sample 
before the cross-linking (Figure 4.8). Protein samples (0.4 µM) were prepared in 0.1% formic 
acid. In this analytical system, three units were incorporated, a robotic arm (LC-LEAP 
technologies), HPLC (Agilent 1200 series, Agilent Technologies, Santa Clara, CA) and MS-TOF 
(model 6220; Agilent technologies). Sample injections were performed using the robotic arm, 
and prior to introduction to the separation column (Jupiter 5uc4 300Ax50x1.00 mm, 5 micron, 
Phenomenex, Torrance, CA), the samples were desalted on a C4-trap (Jupiter C4-Trap, 
Phenomenex, CA). Desalting was performed by 0.1% formic acid for 3 min. The HPLC flow 
rate was 50 µL/min and gradient [with solvents A (0.1% formic acid) and B (acetonitrile: water: 
formic acid are 90%:10%:0.1%, respectively)], was programmed as follows: 15-60% B over 20 
min, 60-95% B over 2 min, held at 95% B for 2 min, then brought back down to 5% B over 1 
min then held  at 5 % B for 3 min. Total time of the gradient elution was 28 min. 
Masses of protein samples were measured by a TOF mass analyzer with an ESI source. 
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The mass spectra were collected in a positive ESI mode. Agilent MassHunter Acquisition was 
used to acquire mass spectra and Agilent MassHunter Qualitative Analysis software (version 
B.04.00) was used to analyze the spectra. Multiply charged ESI m/z spectra were converted by 
maximum entropy deconvolution algorithm and the parameters were: mass step 1 Da, mass range 
40-100 kDa and calculated average mass was top 90 %. 
 
4.2.7. In-gel tryptic digestion and MS analysis of CaM-CN and CaM-eNOS photoproducts 
Around the target molecular weight area in a Coomassie blue-stained gel, a rectangular 
piece of gel was excised and digested using a previously published protocol (25). Briefly, the 
excised band was cut into pieces, and washed with a solution of 200 mM NH4HCO3/50% 
acetonitrile (ACN) (v/v) twice at 37°C. Gel pieces were treated with 100 mM DTT for 30 min at 
60°C, followed by 100 mM iodoacetamide for 30 min at room temperature. Next, the gel pieces 
were re-swollen using 200 mM NH4HCO3 and 5 mM CaCl2 buffer. Sequencing-grade modified 
trypsin was added at a 10:1 molar ratio of protein to trypsin and the sample was digested 
overnight at 37° C. The supernatant of the tryptic digested sample was drained and analyzed by 
ESI-LTQ-FT mass spectrometer (Analytical Proteomics Laboratory, University of Kansas, KS). 
In brief, UPLC (NanoAcquity chromatographic system, Waters Corp, Milford, MA) separation 
of peptides was performed on a reverse phase column, C18, 5 cm , 0.32 mm I.D , 5 µm, 300Å 
(VC-5-C18WSS-320EU, CVC-Micro Tech, Fontana, CA). A linear gradient was used from 1 to 
40 % B in 50 min with a flow rate of 10 µL/min. Solvents A (99.9% H2O, 0.1% formic acid) and 
B (99.9% acetonitrile, 0.1% formic acid) were used to establish the gradient. ESI (positive mode) 
spectra were acquired on the LTQ-FT mass spectrometer (ThermoFinnigan, Bremen, Germany) 
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and the instrument was set in the data-dependent acquisition mode before the data collection, and 
all lenses were optimized on the MH
+
 ion obtained from leucine-enkephalin. The mass 
spectrometry data was analyzed using MassMatrix (version 2.3.6) software to identify CaM and 
CBP peptides in the excised gel band. 
 
4.2.8. Analysis of CaM-CN photoproducts by microchip capillary electrophoresis 
Separation of in-gel digested CaM-CN peptides by microchip electrophoresis (MCE) was 
performed using pinched injection as described in Chapter three. A PDMS/PMMA hybrid chip 
and 4X TBE, pH 8.3 were used. Other separation conditions were described in Figure 4.13. 
 
4.3. Results and discussion 
4.3.1. Protein-protein interactions and chemical cross-linking 
As explained earlier, there are many methods available to investigate protein-protein 
interactions (PPIs) (26-27). These interactions can be investigated physically, genetically or 
computationally, and most methods rely on affinity-purification mass spectrometry (26, 28-31). 
Chemical cross-linking combined with mass spectrometry is a widely used technique in studying 
PPIs (27-28). Chemical cross-linking provides the identity of the interacting proteins and the 
structural information of the interaction site (32). It has been reported that chemical cross-linking 
can be effectively implemented to investigate two or a few proteins (28). Therefore, chemical 
cross-linking was selected to study CaM-CPB interactions. 
PPIs can be persistent or transient (28). Proteins have different affinities toward 
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interacting partners, and the affinities are disrupted by post-transitional modifications (28, 33). 
Transient interactions such as hydrogen bonds, hydrophobic interactions and salt bridges are 
relatively weaker than persistent interactions (28, 34). Selecting a cross-linker depends on the 
analysis objective, but the amino acid composition of the interface also plays a major roll (28, 
35-36). 
 Long-length cross-linkers might capture positions away from the PPI interface while 
shorter cross-linkers capture positions closer to the interface (28). Additionally, the selection of a 
cross-linker with a long and flexible linker creates a greater chance of coupling with partner 
proteins (28, 37). In my experiments, AF647-labeled CaM was labeled with a cross-linker, 
followed by binding with CBPs. Therefore, the selection of a cross-linker with long linker would 
be important. 
A typical cross-linker in PPI studies has two functional groups, and they can be homo bi-
functional or heterobifunctional (38). As depicted in Figure 4.1, each cross-linker has two 
reactions, and Reaction 1 is relatively more highly selective than the Reaction 2. In Reaction 1, 
A reacts with A′ and in the Reaction 2, B reacts with B′. Chemoselectivity can be different from 
Reaction 1 to Reaction 2 due to entropic loss (28). As a result, different products such as inter-
protein and intra-protein cross-linking, can also be formed. This could be minimized by doing 
Reaction 1 and Reaction 2 separately, especially when using a heterobifunctional cross linker. In 
the CaM and CBP experiment, heterobifunctional cross-linkers were reacted separately to 
minimize the formation of side products. 
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Figure 4.1. Inter-protein cross-linking. (A) Bifunctional chemical cross-linker (B) Two step 
procedure for chemical cross-linking: First step (Reaction 1) - labeling or activation of the first 
protein (CaM). Step two (Reaction 2) - the cross-linking with the second protein (CBP). A′ and 
B′ are reactive sites of the A and B functional groups, respectively (28). 
 
Further, the choice of a cross-linker plays a crucial role in successful chemical 
crosslinking of two proteins. A cross-linker must provide a sufficient amount of cross-linked 
product to reach above the limit of detection (5 nM with the standard proteins). Mainly, it should 
have high affinity and chemoselectivity toward selected residues (37, 39-40). Also, the labeling 
of a cross-linker to the first protein should not interfere with its native conformation and binding. 
There are many cross-linking reagents reported in the literature and most of them are 
commercially available (22). Despite the large number of cross-linkers, proteins have a limited 
number of reactive amino acid side chains (37). Most cross linkers were developed to react with 
certain functional groups in amino acid side chains such as amines, carboxylic or thiols (40). 
A’
A’
A’
Interacting proteins, or
subunits of the same
protein
Cross-linked product
BA
Cross-linker with A-selective 
and B-selective functional 
groups
Homo-bifunctional:A=B
Hetero-bifunctional: A≠B
A
B
Reaction 1
(A-selective)
Reaction 2
(B-selective)
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Careful control of reaction conditions including pH, which regulates the nucleophilicity 
of side chains, is required to obtain chemoselectivity (27, 37). Highly reactive nucleophiles such 
as sulfhydryl and amine groups are extensively used, and they target maleimides and imido 
esters, respectively (28, 41). Some cross-linkers are photoreactive such as benzophenone and 
diazirine; however, they are non selective when compared to maleimides and imido esters (23, 
42-44). Photoreactive groups generate highly reactive free radicals and carbene species after 
photo-irradiation and thus they have low selectivity (28, 42-43). These functional groups are 
often used in heterobifunctional cross-linkers (28). 
 
4.3.2. Photochemical cross-linkers 
In these experiments heterobifunctional cross linkers, BPM, NHS-SDA and NHS-LC-
SDA were evaluated. BPM has a thiol selective maleimide cross-linker and photoactive 
benzophenone. NHS-SDA and NHS-LC-SDA have an amine-reactive N- hydroxysuccinimide 
(NHS) ester group and photoreactive diazirine (Figure 4.2). 
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Figure 4.2. Photochemical cross-linkers used in this study 
 
Two different photoreactive cross-linkers (BPM and NHS-diazirine) were used in these 
experiments, and based on the length of the linker between functional groups two diazirine 
compounds (NHS-SDA and NHS-LC-SDA) were used (Figure 4.2). The spacer, the distance 
between the two functional groups, of NHS-LC-SDA, is longer than that of BPM and NHS-
SDA. The affinity labeling of CaMAF647 with the cross-linker (Reaction 1) was done first and 
photoactivation (Reaction 2) was done after the purification of unreacted cross-linker from 
Reaction 1. Photoreaction was done by UV irradiation.  
 
NHS-SDA:
BPM:
NHS-LC-SDA:
Benzophenone-4-maleimide
Molecular Weight: 277.28 g/mol
NHS-Diazirine (SDA) (succinimidyl 4,4-azipentanoate)
Molecular Weight: 225.20 g/mol
Spacer Arm: 3.9 Å
NHS-LC-Diazirine (LC-SDA) (succinimidyl 6-(4,4-azipentanamido)hexanoate)
Molecular Weight: 338.36 g/mol
Spacer Arm: 12.5 Å
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Figure 4.3. Flow diagram for photochemical cross-linking of CaM and CBPs 
The detection of CaM after binding with CBPs was the goal of photochemical cross-
linking. The fluorescence signal of CaMAF647 was detected in the CaM-CBP complexes during 
the MCE separation. The cross-linker (cl) labeled-CaMAF647 (CaMAF647-cl) was reacted with 
CN or eNOS in the presence of Ca
2+
. The Ca
2+
-loaded CaMAF647-cl binding with the model-
CBP facilitates inter protein cross-linking as holo-CaM binds to the CBPs with high affinity. 
Photochemical cross-linking of CaM and CBP was performed in three main steps to increase the 
efficiency of inter-protein cross-linking (Figure 4.3). In the first step, photo-affinity labeling, 
CaMAF647 was reacted with the cross-linker. Excess cross-linker was removed after quenching. 
In the next step, CaMAF647-cl was incubated with CBP in high-Ca
2+
 HEPES, pH 7.4. In the 
final step, the incubated mixture of proteins was photo-irradiated by UV light at 350 nm. The 
same irradiation wavelength was used in BPM and NHS-SDA cross-linking (23, 45). Samples 
were placed in a rotating platform and kept in a fixed distance (5 cm) from the UV source during 
the irradiation to have uniform irradiation conditions. 
+
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4.3.3. Photochemical cross-linking of BPM labeled CaM and eNOS   
The CaM-BPM double labeling method needed a relatively large amount of sample and 
the recovery percentage was relatively low (~2%). For example, ~125 μM (2.1 mg/mL) of 
CaMT34-110C was used as the starting concentration and the concentration of double-labeled 
product was ~2.6 µM. Further, the labeling and separation were time consuming. 
 
Figure 4.4. Photochemical cross-linking of BPM labeled CaMAF647 and eNOS. (A) MS 
analysis of AF647 and BPM labeled CaMT34-110C mutant. Peak A shows the double-labeled 
CaMT34-110C (17968.0 Da), which corresponds to the sum of masses of AF647, BPM and the 
mutant). (B) SDS-PAGE analysis of cross-linked double labeled CaM mutant with eNOS. The 
photoproduct is shown (arrow) with the MW of ~153 kDa. 
 
First, BPM labeled CaMAF647 (BPM-CaMAF647) was analyzed by LC-MS (Figure 4. 
4). The peak A corresponds to the double-labeled product (17968 Da). Panel B shows the SDS-
PAGE analysis of photoproducts of BPM-CaMAF647 (~18 kDa) and eNOS (135 kDa). 
1 : MW ladder
2 : CaM-AF647-BPM
3 : eNOS
4 : cross-linked 
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Approximate expected mass of BPM-CaMAF647 and eNOS after cross-linking is ~153 kDa. 
The band corresponding to the photoproduct (pointed by an arrow) is less intense, which may be 
due to the low abundance of the photoproduct. Additionally, the low yield of photoproducts may 
be related to the low reaction efficiency of maleimide and CaMAF647, and the low recovery of 
double labeled product from the HPLC separation. Figure 4.5 shows the UV-vis spectrum of the 
product isolated form HPLC. The estimated concentration of BPM-CaMAF647 was 2.6 µM. 
Moreover, AF647 might be destroyed during the photo-irradiation, and it was observed that the 
blue color of AF647 completely disappeared after the irradiation. 
 
Figure 4.5. UV-vis spectrum of BPM-CaMAF647. Insert is UV-vis spectrum of BPM 
dissolved in methanol. BPM-CaMAF647 was dissolved in 10 mM HEPES, pH7.4, and 2 mM 
Ca
2+
 buffer. The molar absorptivity of AF647 and BPM are 265000 and 17000 M
-1
cm
-1
. The 
estimated concentration of BPM-CaMAF647 was 2.6 µM. 
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Figure 4.5 shows a prominent peak for AF647. A clear peak for BPM is not visible in the 
spectrum at λmax 265 nm. Also, it was difficult to estimate the BPM concentration in the labeled 
protein sample. 
 
4.3.4. Photochemical cross-linking of NHS-diazirine labeled CaM with CN and eNOS  
To overcome the above discussed limitations, NHS-diazirine was selected as the cross-
linker. NHS-SDA and NHS-LC-SDA, which contain an amine-reactive NHS moiety (Reaction 1, 
Figure 4.1) and photo-reactive diazirine ring (Reaction 2, Figure 4.1), were selected for photo 
affinity cross-linking. NHS-SDA has a shorter spacer, the distance between NHS and the 
diazirine ring, in comparison to NHS-LC-SDA (Figure 4.2). CaMAF647 was labeled with NHS-
SDA, and it was photo-irradiated in the presence of CBP in a high Ca
2+
 buffer. The labeling 
efficiency of CaMAF647 with the cross-linker was determined by several factors, such as protein 
concentration, cross-linker concentration, and protein to cross-linker ratio. 
 
4.3.4.1. NHS-SDA 
CaMT34C has eight possible NHS-SDA reacting sites, including the N-terminal primary 
amine group, and NHS can react with any primary amine at physiological pH (pH 7-7.5). Figure 
4.6 shows the amino acid sequence of CaM (obtained from PubMed-NCBI) and was color coded 
to demonstrate the possible reaction sites (K) for the NHS reaction. When the pH was increased, 
hydrolysis of NHS increased as well as the reaction with amines (37, 46). Under acidic pH such 
as pH 6, NHS preferentially reacts with the N-terminus and tyrosine hydroxyl groups; but in 
119 
 
alkaline pH, NHS reacts mainly with primary amines in lysine side chains and the N-terminus 
(27, 32). 
 
 
Figure 4.6. Amino acid sequence of CaMT34C mutant. Threonine at the 34
th
 position was 
replaced with a cysteine (C). Amine-reactive lysines (K) are highlighted in red. R and K are also 
highlighted to identify the trypsin-cleavable sites (47). 
 
The experiments were carried out at physiological pH, and the MS analysis of NHS-SDA 
labeled CaMAF647 is shown in Figure 4.7. Accordingly, multiple labeling of CaM with NHS-
SDA can be seen. The NHS-SDA labeled CaMAF647 sample with CN and eNOS was photo-
irradiated separately, and the photoproducts were analyzed by MCE. However, all products co-
migrated and a single peak was observed in the separation. The migration times of photoproducts 
are similar to CaMAF647 migration times. Multiple labeling may disrupt the affinity of CaM to 
CBPs. Additionally, the short spacer of NHS-SDA might interfere with the inter-protein cross-
linking. The theoretical mass of CaMAF647 is 17689.76 Da and the mass of the NHS-SDA 
linker after labeling is 111 Da. Multiple labeling of CaMAF647 with NHS-SDA linkers was 
observed (Figure 4.7). Peak A (18350.0 Da), B (18460.4 Da) and C (18239.6 Da) correspond to 
the labeling of CaMAF647 with six, seven and five NHS-SDA linkers, respectively. 
 
Unlabeled CaM:  1CLL T34C (theoretical MW 16708.4)
ADQLTEEQIAEFKEAFSLFDKDGDGTITTKELGCVMRSLGQNP
TEAELQDMINEVDADGNGTIDFPEFLTMMARKMKDTDSEEEIR
EAFRVFDKDGNGYISAAELRHVMTNLGEKLTDEEVDEMIREAD
IDGDGQVNYEEFVQMMTAK
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Figure 4.7. ESI-MS analysis of NHS-SDA labeled CaMAF647. Multiple labeling of the cross-
linker with CaM was observed. Peak A, B and C show labeling of CaMAF647 with six, seven 
and five NHS-SDA, respectively. 
 
4.3.4.2. NHS-LC-SDA 
NHS-LC-SDA with a long spacer was selected to capture CBPs more efficiently during 
Reaction 2 (Figure 4.1). It has been reported that longer linkers have been successful in inter-
protein cross linking (28). During the incubation, CaMAF647-cl bound to CBP in the presence of 
high Ca
2+
. NHS-LC-SDA labeled CaMAF647 and eNOS were cross-linked, and the 
photoproduct was analyzed by Western blotting using a CaM polyclonal antibody (Figure 4.9). 
The CaM antibody identified a band at ~20 kDa corresponding to CaMAF647, which has a MW 
of ~17.8 kDa (Y in lane 1). The band corresponding to the CaM-eNOS photoproduct (expected 
MW of ~153 kDa) is marked (X) in lane 3. This data confirms the photo cross-linking of CaM 
and eNOS by NHS-LC-SDA. However, the low intensity of the band in the WB implies a low 
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amount of photoproducts generated from this experiment. To improve the reaction efficiency, 
reactions were performed by increasing concentration CaMAF647 before the labeling with NHS-
LC-SDA. Higher concentration of the cross-linker-labeled-CaMAF647 was used (the 
concentration was increased from 0.2 to 10 µM) during the photo cross-inking and also different 
ratios of CaM-to-CBP were tested. 
 
 
Figure 4.8. Photochemical cross-linking of NHS-LC-SDA labeled CaMAF647 and eNOS. 
(A) NHS-LC-SDA reacts with CaMAF647, followed by photo-irradiation in the presence of 
eNOS (B) Immunodetection of CaM-eNOS photoproduct. Bands corresponding to photoproduct 
(X, Lane 3) and CaMAF647 (Y, Lane 1) are indicated. 
 
N2
UV 350 nm
X
Y
BA
1 – labeled CaM (~18 kD)
2 – e-NOS (~135 kD)
3 – labeled CaM+cross-linker + e-NOS (~153 kD)
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NHS-LC-SDA labeled CaM was successfully cross-linked with CN and eNOS 
separately. Figure 4.9 shows the SDS-PAGE and WB analysis of photo-chemically cross-linked 
samples. The monoclonal CaM antibody recognized a band corresponding to the CaM and CN 
photoproduct, which has an expected MW of ~77 kD (Lane 5), and the CaM and eNOS 
photoproduct, which has an expected MW of ~153 kD (Lane 6), respectively. 
 
 
Figure 4.9. Detection of photochemically cross-linked CaM-CN and CaM-eNOS by NHS-
LC-SDA. SDS-PAGE (left) and Western blotting (right) showing photoproducts of CaM-CN 
(~77 kDa) and CaM-eNOS (~153 kDa) in lane 5 and lane 6, respectively. 
 
However, non-specific absorption of CaM monoclonal antibody, probably to the CN-A 
subunit (~60 kDa) and to the CN-B subunit (~15 kDa), was observed (Lane 3). Non specific 
adsorption of the monoclonal CaM antibody with CN subunits created some ambiguity in CaM-
CN photoproduct identification while the CaM-eNOS photoproduct (~153 kDa) was confirmed 
by the WB (Lane 6). 
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Intact protein analysis of CaM-CN photoproducts  
Next, we decided to analyze photoproducts by mass spectroscopy. The photo-irradiated 
CaM-CN sample was analyzed by LC-MS, but the data were inconclusive; however, the CN-A 
subunit and CN-B subunit were identified (separately) in the photo-irradiated sample, indicating 
unreacted CN in the sample (Figure 4.10). CaM-eNOS photoproducts were not subjected to LC-
MS whole protein analysis due to the complexity of the sample. 
 
Figure 4.10. LC-MS-TOF detection of CN sub units in a CaM-CN photoproduct (A) CN-A 
subunit (MW=60722.27 Da) and (B) CN-B subunit (MW=19168.90 Da) were identified. 
Mass (Da)
Mass (Da)
A
B
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The theoretical average mass of the CN-A sub unit with the N-terminal polyhistidine tag 
is 60719.98 Da (15-16). The theoretical average mass of the CN-A sub unit with the N-terminal 
polyhistidine tag is 60719.98 Da. The observed average mass of CN-A sub unit was 60722.27 Da 
(Figure 4.10). In Figure 4.12, the CN-A sequence without the His-tag peptide segment (58687.8 
Da, GI: 1352673) was used to MassMatrix search. 
 
In-gel tryptic digestion and analysis of CaM-CN and CaM-eNOS photoproducts 
Photoproducts were next analyzed by in-gel digestion, followed by MS analysis (Figure 
4.11). Both CaM-CN and CaM-eNOS photoproducts were subjected to in-gel digestion with 
trypsin. Trypsin cleaves C-terminally to lysine or arginine. The tryptic digested samples were 
analyzed by ESI-MS analysis. The objective of the analysis was to identify CaM and CBP 
peptides in the digested samples. In this experiment, I did not focus on tandem-MS data analysis, 
which might reveal the crosslinking peptides from both proteins.  
 
Figure 4.11. Detection of CaM-CN and CaM-eNOS photoproducts by in-gel tryptic 
digestion. After in-gel tryptic digestion, samples were analyzed by mass spectrometry and 
microchip peptide separation. 
SDS-PAGE
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Detection of CaM and CN in the cross-linked CaM-CN sample 
MassMatrix was used to analyze the MS data. The Homo sapiens CaM sequence (GI: 
5542035) was used to obtain a FASTA file (where the text format of an amino acid sequence and 
the amino acids are represented by single-letter codes) file to use as the reference sequence. 
Tryptic digested peptides, which were obtained by MS analysis, were run against the reference 
sequence. CaM was identified with 30% sequence coverage (Figure 4.12, panel A) in the CaM-
CN cross-linked sample. Also, the presence of a large number of unique peptides provides a 
strong indication of the presence of target protein in a cross-linked sample. Seven unique 
peptides of CaM were identified with good scores. 
The cross-linked CaM-CN sample was further analyzed to check the presence of CN. A 
FASTA file of the Homo sapiens CN-A sequence (GI: 1352673) was obtained, and the MS data 
were run against it. CN-A was identified with 40% sequence coverage and 67 unique peptides 
(Figure 4.12 panel B). This proved the presence of the CN-A subunit in the cross-linked sample. 
This verified the presence of both CaM and CN-A in the cross-linked sample. 
 
 
 
 
 
 
126 
 
Panel (A) 
 
Panel (B) 
 
Figure 4.12. Detection of CaM and CN in cross-linked CaM-CN sample by MS analysis. 
Panel (A) the sequence coverage of CaM and panel (B) the sequence coverage and a part of the 
identified CN peptides. Identifying both CaM and CN in the cross-linked sample suggested that 
the cross-linking reaction occurred. 
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Separation of in-gel digested CaM-CN peptides by microchip electrophoresis 
In-gel digested CaM-CN sample and CaMAF647 sample were detected by a 3.5 cm 
PDMS/PMMA hybrid chip separately and detected by LIF of AF647. Pinched injection of the 
sample was performed with normal polarity, high ionic strength 4X TBE, and pH 8.3 to perform 
MCZE. Figure 4.13 shows an overlay of two electropherograms of CaM-CN peptides and 
CaMAF647 peptides. Detection of AF647 conjugated peptides in the CaM-CN sample indicates 
the successful cross-linking of CaM and CN.  
 
 
Figure 4.13. Detection of in-gel digested peptides of CaM-CN and CaMAF647 on a 
microchip. Separation conditions are: 3.5cm PDMS/PMMA chip and detection length ~3 cm. 
Separation buffer, 4X TBE, pH 8.3, 3.5 mM SDS. Separation was performed with pinched 
injection and the field strength was 170 V/cm. 
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Detection of CaM and eNOS in the cross-linked CaM-eNOS sample 
Wild type eNOS was a gift from a collaborator and the exact amino acid sequence could 
not be verified. Hence an isoform of Homo sapiens eNOS amino acid sequence was selected in 
MS analysis. The Homo sapiens eNOS sequence (GI: 266648) was used to obtain a FASTA file 
to use as a reference sequence for CaM. Tryptic digested peptides, which were obtained by MS 
analysis, were run against reference sequences. CaM was identified with 46% sequence coverage 
and total of 13 unique peptides (Figure 4.14, panel A) in the CaM-eNOS cross-linked sample. 
Similarly, eNOS was identified with 20% sequence coverage and a total of 80 unique peptides 
(Figure 4.14, panel B). This suggests that the cross-linked sample contained both CaM and 
eNOS. Cumulatively, the MS data verifies the cross-linking of CaM and eNOS. 
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Panel (A) 
 
Panel (B) 
 
Figure 4.14. Detection of CaM and eNOS in the cross-linked CaM-eNOS sample. Panel (A) 
sequence coverage of CaM (B) a part of the identified eNOS peptides by MS analysis. 
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4. 4. Conclusion 
Photo-chemical cross-linking of an active protein and its binding enzyme was a 
challenging task. Even though the CaM binding affinities to CBPs are high, cross-linker 
modified CaM may present altered affinities toward CBPs. The cross-linking of BPM labeled 
CaM and eNOS shows low efficiency probably due to the low concentration of BPM labeled 
CaM in the mixture. NHS-SDA with a short spacer did not yield inter-protein cross-linking in 
our experimental conditions. NHS-LC-SDA with a long spacer did yield inter-protein cross-
linking, and SDS-PAGE and Western blotting revealed the formation of photoproducts. Further, 
mass spectrometric analysis of the in-gel digested cross-linked sample revealed the presence of 
both CaM and CBPs in the sample. CaMAF647 (~18 kD) was detected in gel bands which were 
excised from high MW regions (~75 and ~150 kD) of the gel and this confirms the crosslinking 
of CaMAF647 with the CBPs. CaMAF647 was successfully cross-linked with CN and eNOS, 
separately. Multiple labeling of CaMAF647 with the photo-cross-linker was observed. 
Therefore, a mixture of AF647-labeled species might be formed by the photo cross-linking 
reaction.  
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Chapter Five 
Separation of Calmodulin, Calcineurin and Endothelial Nitric Oxide Synthase using 
Microfluidic Capillary Electrophoresis 
 
5.1. Introduction 
CaM acts as a Ca
2+
 triggered molecular switch, and in response, it regulates more than 
100 enzymes in many biological pathways (1-2). The development of sensitive and rapid 
analytical methods is necessary to profile this CBP “interactome.” In this present work, a MCE-
based method coupled with highly sensitive fluorescence detection was developed to study 
CBPs. Both the separation and detection were carried out on the same platform and this multi-
functionality was utilized in separating CaM-CBP complexes. 
We selected CN and eNOS as CaM-binding model proteins in this study. The approach 
was to separate model proteins in a CaM-CBP interactive state. The separation of intact CaM-
CBP complexes was not possible under the denaturing separation conditions of MCE. 
Consequently, CN and eNOS were photo-cross-linked with CaM as described in Chapter four. 
AF647-labeled CaM and two standard proteins (BSA and concanavalin A) were used to test the 
microchip platform as discussed in the Chapter three. A photochemical bi-functional cross- 
linker (NHS-LC-diazirine) was used to make a covalent link between CaMAF647 and CBP to 
allow separations under denaturing conditions. The photoproducts of cross-linked CaM-CBP 
were separated individually and as a mixture. Overall, the goal of this Chapter was to separate 
photo-cross-linked CaM-CN and CaM-eNOS using different microfluidic devices, such as glass, 
PDMS/glass, PDMS/PMMA and a Si-nanoparticle colloidal array under different separation 
modes and conditions. CaM-CN and CaM-eNOS were also separated using CE. 
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5.2. Materials and methods 
All reagents and samples were prepared with doubly-deionized water from an ultrapure 
water system (Barnstead, Dubuque, IA). Single mutated CaM (T34C-CaM) was obtained from 
the laboratory of Dr. Carey Johnson (University of Kansas, KS), and was expressed in E. coli 
and purified by a phenyl sepharose column (GE Heathcare, Pittsburg, PA) according to a 
previously published method (3). T34C-CaM was conjugated with AF647 C2-malemide 
(Molecular Probes, Eugene, OR). Purified eNOS was kindly provided by Dr. David C. Arnett 
(Northwestern College, Orange City, IA) and Dr. Anthony Persechini (School of Biological 
Sciences, University of Missouri, Kansas City, MO). Wild type CN was a kind gift of Dr. Paul 
M. Stemmer (Wayne State University, Detroit, MI). An amine-reactive diazirine photo-cross-
linker, NHS-LC-SDA, and Zeba spin desalting columns were purchased from Pierce, Rockford, 
IL. SU-8 10 negative photoresist, SU-8 developer and silicon wafers were purchased from 
Micro-chem, (Newton, MA) and Silicon (Boise, ID). PDMS elastomer and curing agent were 
purchased from Ellsworth Adhesive (Minneapolis, MN). DDM, Tris base and Tris hydrochloride 
were purchased from Fisher Scientific (Fair Lawn, NJ). Pt wire was purchased from TedPella 
(Redding, CA). All the other reagents, unless specified otherwise were purchased from Sigma-
Aldrich (St. Louis, MO). 
 
5.2.1. Fabrication of PDMS/glass microfluidic chips. 
PDMS microchips were fabricated using standard soft lithography as described 
previously in Chapter two (4). PDMS chips were cast using a 10:1 mixture of the elastomer and 
the curing agent. In this study, different simple “T” devices and a serpentine device were used. 
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The fabrication of PDMS/glass hybrid chips was performed in Adams Micro-Fabrication facility 
(University of Kansas, Kansas). The fabrication process was described in detail in Chapter two. 
 
5.2.2. Fabrication of glass microfluidic chips 
Glass microchips with different channel structures were fabricated in the Adams Micro-
Fabrication facility, University of Kansas, Kansas. 
 
5.2.3. Fabrication of Si-nanoparticle microfluidic devices 
Si-nanoparticle chips were kindly provided by Dr. Yong Zeng (University of Kansas, 
Kansas). Briefly, a chip with 10 mm separation channel and 4 mm long side arms in a simple “T” 
format was made. The separation devices were assembled by sealing the replicas to clean glass 
slides with oxygen plasma oxidation, and the process of colloidal self-assembly was explained 
previously (5). The fabrication process and assembly were described in Chapter two. 
 
5.2.4. Sample preparation  
The sample preparation procedure was described in Chapter three. All protein (photo-
cross-linked) samples were dissolved in the same run buffer (100 nM), which was used for 
electrophoresis at a given time. All samples that contained 3.5 mM SDS (unless otherwise 
specified in the separation conditions) were heat-denatured at 95°C for 5 min before the 
separation. Stock sample solutions were stored at -20°C and final sample concentrations were 
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adjusted using the same run buffer as needed. Protein samples and run buffers were filtered using 
a 0.22 µm syringe filter prior to separations. 
 
5.2.5. Separation of CBPs by CE 
The separation conditions that were used in the standard protein separation (Chapter 
three) were utilized for the separation of CBPs (if otherwise is mentioned). All CE separations 
were performed in a Beckman P/ACE
TM
 MDQ instrument as described in Chapter three 
(Beckman, Fullerton, CA). Bare fused-silica capillaries (ID: 50 µm) were used. A module 
contained a 635 nm laser, fiber optic connector, and photomultiplier tube (PMT) was used in LIF 
detection. 
 
5.2.6. Preparation of microfluidic devices for separations 
The preparation of microfluidic devices was described in Chapter three and four. Briefly, 
microfluidic device channels were checked using a microscope and any particles in the channels 
were removed using NaOH or isopropyl alcohol. Usually, all PDMS/glass, PDMS/PMMA and 
glass chips were conditioned with 0.1 M NaOH, nano pure water, and the run buffer for 5 min 
each, respectively. Before the separation, the device was checked again for any clogging in the 
channels. Conversely, Si-nanoparticle microfluidic devices were not subjected to any 
conditioning. After self-assembly of the colloidal array, the chip was equilibrated with a run 
buffer for 20 min. 
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5.2.7. Sample injection 
Based on separation modes and types of chips, two electrokinetic injection methods were 
employed. A sample plug was introduced into the separation channel by manipulating the 
applied voltages in the reservoirs of the device. Optimum applied voltages were obtained using 
CaMAF647 injections. Detailed descriptions of sample injection methods were included in 
Chapter two. Specific voltages, injection times, and other separation conditions were included in 
relevant figure captions. 
 
5.2.8. Detection and data collection 
A semi-automated system was used to control the power supply, HV relay box, detection and 
data collection as described in Chapter two. Real-time electropherograms and other functions 
were interfaced using LabVIEW (National Instrument, TX) programs, which were kindly 
provided by Ryan Grigsby (Adams Micro-Fabrication facility, University of Kansas, KS). 
 
5.3. Results and discussion 
5.3.1 Separation of CaM-CBP photoproducts by CE 
CaM-CBP complexes were separated by CE using the same capillary and experimental 
conditions that were used in the standard protein separation (Chapter three, section 3.3.1). Figure 
5.1A shows electropherograms obtained for the separation of CaM-eNOS (top) and CaM-CN 
(bottom) photoproducts separately. In this analysis, HPMC was added to the BGE (75 mM boric 
acid, pH 9.2, 3.5 mM SDS, and 0.05 % HPMC), and a field strength of 241.9 V/cm was used. 
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HPMC reduced the EOF and non-specific surface adsorption of analytes onto the capillary wall 
by coating the capillary surface. 
 
Figure 5.1. Separation of CaM-CBP complexes by CZE. (A) Electropherograms of CaM-
eNOS and CaMAF647 (top) and CaM-CN and CaMAF647 (bottom). Peak 1 is CaM-eNOS, 
peak 2 CaM-CN, and peak 3 is CaMAF647. The separation field strength was 241.9 V/cm. (B) 
Separation of a mixture of CaM-eNOS and CaM-CN. Peaks 1, 2, and 3 are CaM-eNOS, CaM-
CN, and CaMAF647, respectively. The field strength was 241.9 V/cm. Other separation 
conditions were the same for both panels: 31 cm bare silica capillary (ID: 50 μm), BGE: 75 mM 
boric acid, pH 9.2, 3.5 mM SDS, 0.05% (w/v) HPMC. 
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The peaks 1, 2 and 3 in Figure 5.1A were assigned to CaM-eNOS, CaM-CN and 
CaMAF647, respectively using migration times of individual samples of CaM-CN and CaM-
eNOS, respectively (Figure 5.1A). The same separation conditions were used to separate a 
mixture of CaM-CN and CaM-eNOS (Figure 5.1B). However, a mixture of CaM-CN and CaM-
eNOS photoproducts could not be fully resolved using the same experimental conditions. 
 
5.3.2. Separation of CaM-CBP photoproducts by gated injection with MCZE  
MCE separation of CBPs was carried out by the microchip platform. CaM-CBP 
complexes used in this study were obtained by cross-linking CaMAF647 with CN and eNOS 
using NHS-LC-SDA. For the CBP separation, different microfluidic devices (glass, PDMS/glass, 
PMMA/glass, Si-nanoparticle array), different injection methods (gated and pinched), and 
different run buffers (Tris, HEPES, TBE and boric) were tested to achieve the highest possible 
resolution. Gated injection was driven by EOF, and cross injection was based on the 
electrophoretic mobility of run buffers. MCZE was achieved only under gated injection in our 
experimental conditions. Different separation conditions and modes were tested for the standards 
proteins and only successful methods were used for CBPs separations. The different separation 
conditions and modes tested for the standard proteins were summarized in Chapter three, Table 
3.2. 
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5.3.2.1. Separation of CaM-CBP photoproducts with gated injection using PDMS/glass 
chips 
PDMS/glass hybrid chips were employed for the separation of CBP photoproducts under 
the MCZE mode, and 3.5, 5-cm channel simple “T” chips and 10-cm channel serpentine chips 
were used.  
 
Figure 5.2. Electropherograms of photo-cross-linked CaM and eNOS photoproducts with a 
3.5 cm PDMS/glass microchip. (A) Electropherogram shows the photoproducts of CaM-eNOS. 
(B) Electropherogram shows the co-migration of CaMAF647 and CaM-eNOS photoproducts in a 
mixture of CaM-eNOS photoproducts with externally added CaMAF647, which was labeled 
with the cross-linker. The analyte concentration was ~100 nM. BGE: 100 mM boric acid, pH 9.2, 
and 3.5 mM SDS. The detection length was ~3 cm from the place of injection. An applied 
separation voltage of 2.0 kV (~570 V/cm) and gated injection were used with 0.4 s injection 
times. 
 
An electropherogram obtained for the separation of CaM-eNOS photoproducts is shown 
in Figure 5.2A. The composition of BGE was 100 mM boric acid, pH 9.2 and 3.5 mM SDS. The 
separation length of PDMS/glass chip was 3.5 cm and detection length was ~3 cm. The applied 
separation voltage was 2.0 kV (~570 V/cm) and gated injection was used with a 0.4 s injection 
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time. A sample of CaMAF647, which was labeled with the cross-linker, was added to a sample 
of CaM-eNOS photoproducts and the obtained electropherogram is shown in Figure 5.2B. Both 
electropherograms show only one peak and it represents at least two analytes, unreacted cross-
linker labeled CaMAF647 and CaM-eNOS photoproduct. 
This co-migration might be due to the small difference in electrophoretic mobilities of 
two analytes. A high field strength in the separation channel created relatively high cathodic 
EOF and it caused fast movement of analyte ions. These fast moving negatively-charged analytes 
had an inadequate time for zone separation before they reached to the detection point. As a result 
of high field strengths in the separation channel, relatively high cathodic EOF was created, and it 
caused fast bulk flow. The fast moving analytes created a low peak capacity and less time for 
electrophoretic separation of analyte bands. Thus, the photoproducts co-migrated with unreacted 
CaMAF647 (Figure 5.2). This observation was consistent for both 3.5 and 5 cm PDMS/glass 
chips.  
Since the PDMS/glass substrate has a relatively low number of negatively-charged 
silanol groups compared to glass, a relatively low EOF can be obtained with low pH run buffers. 
In low pH buffers obtaining reproducible gating was difficult under conditions that suppress 
EOF, especially when BGE was modified with additives, such as DDM or HPMC (Chapter 
three, Table 3.2). 
High pH and low pH buffers were tested in these separation conditions, and it was 
difficult to gain a reproducible gating in those chips when run buffers with pH<7.8 were used. 
Lower pH in BGE created relatively low EOF, and it was difficult to establish gating under 
conditions of low EOF. Even with high pH buffer (boric acid), relatively high voltages at the 
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sample reservoir and buffer reservoir leads were required to establish an effective and efficient 
gating.  
Next, the separation length was increased to improve the peak capacity and separation. In 
order to increase the separation length, serpentine PDMS/glass chips (10 cm) were designed and 
fabricated; high voltages, such as 5 and 7.5 kV were placed in the buffer and sample reservoir, 
respectively to obtain leak-free reproducible injections. High field strength (750-1000 V/cm) 
increased the Joule heating and reagents were quickly heated. This led to chip failure within a 
short period of time. Therefore, 10 cm serpentine PDMS/glass chips could not be utilized in 
gated injections under my experimental conditions. 
 
5.3.2.2. Separation of CaM-CBP photoproducts using glass microfluidic devices  
Next, 10 cm serpentine glass chips were tested to get better separations of CBPs. As 
discussed earlier, long separation channels were introduced to promote the electrophoretic 
mobility of individual analytes against the dispersive EOF. Glass chips contained cast reservoirs 
and thus larger solution reservoirs compared to PDMS/glass chips. Large volumes of BGE  
reduced the effect of Joule heating, and also glass has better thermal conductivity than PDMS 
(6). As a result, glass chips could be continuously used in multiple runs without changing 
reagents. Since glass is more tolerant to high separation fields than PDMS, a glass chip with a 
longer separation channels was selected as an alternative to PDMS/glass chips. 
Figure 5.3 shows the separation of CaM-CN photoproducts in a 10 cm glass serpentine 
chip. The sample was dissolved in the same run buffer for this MCZE analysis. In this 
separation, the detection length was ~8 cm and BGE was 50 mM boric acid, pH 9.2 containing 
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3.5 mM SDS. These separation conditions provided the best separation in this analysis. Higher 
pH and higher field strengths generated relatively high EOF. EOF was adjusted by changing 
BGE conditions (pH and ionic strength), but some of the low abundant photoproducts could not 
be detected likely due to the band broadening and co-migration. Low ionic strength buffers 
reduced the resolution whereas high ionic strength buffers such as 150 mM boric acid, pH 9.2 
resulted in inconsistent gating due to high Joule heating and electrolysis. 
The photoproducts of CaM-CN were assigned to peak 1 and peak 3 and their signal-to-
noise ratio (S/N) was above 5 for peak 1 (Figure 5.3A, bottom panel). The unassigned small peak 
that has the lowest migration time is less intense with respect to other two peaks (peak 1and 3). 
A sample of CaMAF647 was added into a sample of CaM-CN photoproduct, and the mixture 
was analyzed using the same conditions discussed above. AF647 was also included in the 
mixture as a positive marker during this separation. Figure 5.3A (top) shows the separation of a 
mixture of AF647, CaMAF647 and CaM-CN photoproducts; peak 1and 3 were assigned to CaM-
CN photoproducts, and peak 2 and 4 were assigned to CaMAF647 and AF647, respectively. The 
total protein concentration used in Figure 5.3B (bottom) was ~100 nM, and a mixture of 
CaMAF647 (~150 nM) and AF647 (10 nM) was added to the sample of CaM-CN photoproducts. 
Panel B shows the separation of CaMAF647 and AF647, and the identity of the AF647 peak was 
confirmed by spiking with AF647 (Figure 5.3B). The same separation conditions used in panel A 
except the separation length (~7 cm) was used for the separation of a mixture. This data was 
obtained in a separate experiment to determine the migration times of CaMAF647 and AF647. 
CaMAF647 was assigned by the peak shape, peak intensity and migration time, and CaMAF647 
eluted first, followed by AF647. 
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Figure 5.3. Separation of CaM-CN photoproducts using a 10 cm serpentine glass chip. 
Panel A: the cross-linking concentration ratio of CaM-AF 647 and CN was 1:1. The separation 
conditions were as follows: separation buffer composition was 50 mM boric acid, pH 9.2 3.5 
mM SDS, separation potential 7.5 kV, injection time 0.3 s. The detection length was ~8 cm. Top: 
separation of CaM-CN photoproducts, CaMAF647, and AF647. Bottom: separation of CaM-CN 
photoproducts. A mixture of CaMAF647 and AF647 was added to the sample of CaM-CN 
photoproducts, relative concentration of CaMAF647 and AF647 was ~150 nM and ~10 nM, 
respectively. After adding the mixture of CaMAF647 and AF647 the top electropherogram was 
obtained. Peak 1 and 3 are assigned to CaM-CN photoproducts. Peak 2 and 4 are CaMAF647 
and AF647. Panel B: separation of CaMAF647 and AF647 (a lower concentration sample than 
the added sample of CaMAF647 and AF647 in panel A) using the same separation conditions 
except the detection length (~7 cm) on a different day. Bottom: a mixture of CaMAF647 and 
AF647. Top: a sample of AF647 was spiked to the sample used to take the bottom 
electropherogram. Peak 1 and 2 were identified as CaMAF647 and AF647, respectively. 
 
Under MCZE with normal polarity, the net flow of negatively charged proteins was 
towards the cathodic lead and the separation was based on the size-to-charge ratio. Both sample 
and run buffer contained SDS and therefore, all analytes had the same charge density. As a 
result, proteins should separate based on the size (large proteins should elute first and small 
proteins last). 
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According to the migration times, the photoproduct that eluted at ~65 s (peak 1) should 
be larger than the photoproduct that eluted at ~85 s (peak 3) (Figure 5.3A, top panel). However, 
the addition of CaMAF647 into the separation mixture showed the photoproduct that 
corresponds to peak 3 should be smaller than the CaMAF647, and this determination was based 
on the expected elution order of cathodic EOF-based MCZE. The deviation of migration time 
may be due to relatively low mobility of the photoproduct (peak 3), and thus may tend to interact 
with the channel surface. It is also possible that peak 3 corresponds to a CaM-CaM cross-linked 
product. This had been observed with the standard protein separation under the same conditions 
(CaM eluted before BSA, Chapter three, Figure 3.9). The interactions of proteins with the 
channel surface affected the migration time. Also, changing buffer condition and thus the 
mobility of proteins may alter migration times. Non specific interactions of proteins with 
unmodified surface channels were reported in the literature (7-9). The interactions are 
detrimental to the resolution and sensitivity of the separation. 
Figure 5.4 shows the separation of CaM-eNOS photoproducts in a 10 cm glass serpentine 
chip. The sample was dissolved in the same run buffer for this MCZE analysis. In this 
separation, the detection length was ~8 cm and BGE was 50 mM boric acid, pH 9.2 containing 
3.5 mM SDS. In this separation, CaMAF647 (peak 1) was eluted before CaM-eNOS 
photoproduct (peak 2). 
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Figure 5.4. Separation of CaM-eNOS photoproducts using a 10 cm glass serpentine 
microchip. The cross-linking concentration ratio of CaMAF647 and eNOS was 1:1. The 
separation conditions were as follows: separation buffer composition was 50 mM boric acid, pH 
9.2, 3.5 mM SDS, separation potential 7.5 kV, injection time 0.3 s, detection length ~8 cm. (A) 
The electropherogram was obtained by spiking a sample of CaM-eNOS into the sample that gave 
the electropherogram in Figure 5.4B. Figure 5.4A shows CaMAF647 (peak1), CaM-eNOS (peak 
2), and AF647 (peak 3). (B) Addition of CaMAF647 addition into the sample that gave the 
electropherogram in 5.4C (C) Separation of CaM-eNOS photoproducts. 
 
The electropherogram in Figure 5.4C shows the separation of CaM-eNOS photoproducts. 
The same separation conditions which were used to obtain the electropherogram in Figure 5.3 
were also used in this experiment. A sample of CaMAF647 was added to the mixture of CaM-
eNOS, followed by electrophoretic separation, and the obtained electropherogram shows three 
major peaks (Figure 5.4B). Increasing the concentration of CaM-eNOS in the sample by spiking 
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a sample of CaM-eNOS resolved the peak 2 (Figure 5.4A). Peak 1, peak 2, and peak 3 were 
assigned as CaMAF647, CaM-eNOS photoproducts and AF647, respectively. CaM eluted first, 
followed by CaM-eNOS photoproducts and AF647 (Figure 5.4A). 
 
Figure 5.5. Separation of a mixture of photoproducts of CaM-CN and CaM-eNOS by a 10 
cm glass serpentine microchip. The cross-linking concentration ratio of CaMAF647 and CBP 
(CN and eNOS) was 1:1. The separation conditions were as follows: separation buffer 
composition is 50 mM boric acid, 3.5 mM SDS, pH 9.2, separation potential 7.5 kV, injection 
time 0.3 and 0.5 s. The detection length was ~8 cm. Panels (A), (B), and (C) show the effects of 
field strengths and injection times.  
 
A mixture of CaM-CN and CaM-eNOS photoproducts was separated by a 10 cm glass 
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electropherogram in Figure 5.5C shows the separation of a mixture of CaM-CN and CaM-eNOS 
photoproducts. An increase of injection time from 0.3 to 0.5 s increased peak heights (Figure 
5.5A and B). In contrast, the increase of field strength decreased the peak height under the same 
injection time (Figure 5.5B and C). The increase of field strength increased the velocity of the 
fluid flow. Therefore, the available volume of sample for injection at the channel cross-junction 
(where fluidic gate establish in gated injection) was smaller in comparison to a fluid flow with a 
lower velocity. As a result, the volume of the sample plug injected into the separation channel 
under a relatively high voltage (Figure 5.5B) was smaller than that of a low voltage (Figure 
5.5C) and the smaller injection volume caused smaller peaks (Figure 5.5B). In contrast, 
relatively a long injection time (0.5 s) applied under the same high field strength gave relatively 
a large injection volume and resulted relatively large peaks (Figure 5.5A). 
Sampling biases in electrokinetic injections and such electropherograms that do not 
represent actual concentrations of analytes, were observed in my experiments and also were 
reported in the literature (10-13). Analytes that have different electrophoretic mobilities enter 
microchannels at different rates and this leads to sampling bias. Further, it was very difficult to 
maintain high voltages due to Joule heating and electrolysis and generated air bubbles caused 
chip failure. Peak 1 was common to both CaM-CN and CaM-eNOS photoproducts and difficult 
to separate further in these experimental conditions (Figure 5.5A). Applying different field 
strengths (5-10 kV), ionic strengths (10-150 mM boric acid) and separation lengths (4-9.5 cm) 
did not improve the resolution of co-migrating peaks. Also, BGE with different pH (pH 8.2-10, 
boric acid) was tested to improve the resolution of the co-migrating peaks. To obtain conditions 
that minimize EOF, a polymer additive, HPMC was used. Even with very low concentrations of 
HPMC (0.01% w/v) it was impossible to obtain reproducible gated injections. This might be due 
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to coating of channel surfaces by HPMC, and this dynamic coating might reduce not only the 
adsorption of proteins but also EOF. The reduction of EOF decreased the ability to establish the 
fluidic gate and hence the reproducibility of gated injections. 
 
Figure 5.6. Separation of CaM-CN and CaM-eNOS photoproducts using a 10 cm glass 
serpentine microchip with Tris buffer. The cross-linking concentration ratio of CaM-AF647 
and CBP (CN and eNOS) was 1:1. The separation conditions were as follows: separation buffer 
composition was 12 mM Tris, pH 8.5, 3.5 mM SDS, separation potential 9.0 kV, gated injection 
time was 0.5 s. The detection length was ~8 cm. Panel X shows the electropherograms of a 
mixture of CaM-CN, CaM-eNOS, and CaMAF647. Panel XA shows the electropherogram of a 
mixture of CaM-CN and CaM-eNOS. Panel XB shows spiking of CaM-CN into the sample of 
panel XA. Panel XC shows the spiking of CaMAF647 to the sample of panel XB. CaM AF647 
was in between peak 3 and PP2, but the identity of PP2 could not be verified. Peak 3 is the 
common peak for both CaM-CN and CaM-eNOS. Panel Y shows the electropherograms of a 
mixture of CaM-CN, and CaM-eNOS. Panel YC shows an electropherogram of CaM-CN and 
CaM-eNOS. Panel YB shows an electropherogram obtained after adding a sample of CaM-CN to 
the sample that gave YC. Panel YA shows an electropherogram obtained after adding a sample 
of CaM-eNOS to the sample that gave YB. Peak 3 is common for both CaM-CN and CaM-eNOS 
samples, and peak 1 was assigned to CaM-CN and the identity of peak 2 could not be verified 
(Peak 2 could be CaMAF647 or a photoproduct of CaM-eNOS). 
0 20 40 60 80 100 120 140
0
200
400
600
800
1000
1200
1400
1600
Time (s)
A
B
C
3
0
500
1000
1500
2000
2500
0
200
400
600
800
1000
1200
1400
1600
1800
2
1
0
320
640
960
0
800
1600
2400
0 40 80 120 160
0
300
600
900
A
B
Time (s)
C
CaM 3 (PP1)
PP2
C
o
u
n
ts
X Y
152 
 
To overcome the limitations discussed so far, another run buffer was tested to gain better 
separation conditions. A low conductive Tris buffer was introduced to reduce the EOF and lower 
Joule heating without adding BGE modifiers. Here, a 10 cm glass chip was used and the 
detection length was kept ~8 cm. With the separation voltage of 9.0 kV, 12 mM Tris, pH 8.5 
containing 3.5 mM SDS was used as the run buffer. Reduction of ionic strength further 
decreased the Joule heating. Figure 5.6X shows the detection of CaM-CN, CaM-eNOS and 
CaMAF647 in a mixture. Spiking data of CaMAF647 is shown in the Figure 5.6XC. Detection of 
a mixture of CaM-CN and CaM-eNOS photoproducts, in a different experiment is shown in 
Figure 5.6Y. The total analyte concentration of the mixture was ~60 nM and two distinct peaks 
were identified (peak 1 and peak 3). The Peak 3 is common for both CaM-CN and CaM-eNOS, 
and it is possible that peak 3 corresponds to a CaM-CaM cross-linked product. Peak 1 and 2 were 
assigned as CaM-CN and CaMAF647, respectively using spiking with CaM-CN and 
CaMAF647, respectively (Figure 5.6XC). However, other peaks could not be assigned. The low 
abundance of photoproducts (for example PP2) made it difficult to identify the individual 
photoproducts. The Joule heating and high surface adsorption of analytes onto the channel 
surface caused an adverse effect during the chip operation. This caused unsuccessful gating and 
led to chip failure. High surface adsorption can be related to variations of peak heights, migration 
times, and band broadening from run-to-run. 
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Figure 5.7. MEKC separation of CaM-CN and CaM-eNOS photoproducts using a 5 cm 
simple “T” glass chip. The cross-linking concentration ratio of CaMAF647 and CBP (CN and 
eNOS) was 1:1. The separation conditions were as follows: separation buffer composition was 
20 mM HEPES, pH 7.9, 0.1% DDM (w/v), 3.5 mM SDS, separation potential 2.5 kV, gated 
injection time 0.3 s, detection length ~3 cm. (A) An overlay of electropherograms obtained for 
the detection of CaM-CN and CaM-eNOS photoproducts, separately. Time offset is 0% and 
counts offset is 20%. (B) An overlay of electropherograms for the detection of a mixture of 
CaM-CN and CaM-eNOS photoproducts, individual CaM-CPB photoproducts, and CaMAF647. 
Time offset is 0% and counts offset is 40%. 
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To minimize the above mentioned drawbacks, a different glass chip design, simple “T” 
was introduced. In this analysis, the separation mode was MEKC and DDM was used to reduce 
the EOF. Hydrophobic DDM dynamically coats the glass surface and reduces EOF. To further 
reduce EOF and Joule heating, 20 mM HEPES, pH 7.9 was used under lower pH conditions than 
boric acid (14). Interaction of the proteins with DDM-SDS micelles determines the separation (as 
described in the Chapter three, Figure 3.10). Two different migration times were observed for 
CaM-CN, when it was separated individually and in a mixture of photoproducts (Figure 5.7.A 
and B). But it was difficult to separate CaM-CBP photoproducts in a mixture with different 
separation conditions such as changing field strength, and the BGE conditions. To increase the 
resolution, surface coating was required to reduce EOF, which would increase apparent mobility 
of protein-micellar complexes. But gated injection requires higher field strength and conditions 
that create strong EOF; therefore, the electrophoretic migration could not be improved under 
these conditions. It was difficult to carry out separations with gated injection and CZE or MEKC 
under conditions that suppress EOF. 
 
5.3.3. Separation of CaM-CBP photoproducts by pinched injection  
Next, other separation modes, such as microchip MEKC and microchip-based sieving 
methods were considered. These separation modes required a different injection mechanism and 
were performed under conditions that suppress EOF. Gated injection is not efficient with low 
EOF and thus it was essential to have a different injection mechanism. For that pinched injection 
with “pull back” mechanism was utilized. As explained in Chapter two, three leads of the high 
voltage power supply were manipulated using a high voltage relay box to perform injections and 
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separations. Additives, such as HPMC and a high ionic strength buffer, 4X Tris-borate EDTA, 
pH 8.3, were used. All separations were based on the electrophoretic mobility of negatively-
charged analytes. 
Different chips such as PDMS/glass PDMS/PMMA and Si-nanoparticle colloidal array 
microchips were used for CaM-CBP photoproduct separation with this injection method. 
Promising results obtained from those methods are discussed in the following paragraphs. 
 
5.3.3.1. Separation of the CaM-CBP photoproducts with PDMS/glass microchip 
Figure 5.8 shows the separation of a mixture of CaM-CN and CaM-eNOS using cross-
injection. A sample plug was introduced into the separation channel of a 3.5 cm PDMS/glass 
chip. The detection length was ~1.5 cm and the run buffer was 4X TBE (356 mM Tris-borate, 8 
mM EDTA), pH 8.3. This low conductive, high ionic strength run buffer maintained low EOF. 
Additionally, 0.05% (w/v) HPMC (~90 kDa) was used to obtain conditions that suppress EOF. 
To promote the formation of micelles 10 mM SDS was used in both sample and run buffer.  
Figure 5.8 shows four distinct peaks, but the peak that represents CaM-eNOS 
photoproduct (in between peak 2 and peak 3) was not prominent due to band broadening, and it 
was difficult to increase its peak height by changing the sample concentration without 
compromising the resolution of the other three peaks. The peaks were identified using migration 
times. Figure 5.9 shows the verification of CaM-CN and CaM-eNOS peaks. Multiple runs of the 
above analysis are shown in Figure 5.8A, and consistent gated-injections and migration times 
were maintained throughout the analysis. The observed deformed peak shapes were related to the 
presence of HPMC in the run buffer, as reported in previous studies (15). 
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Figure 5.8. Separation of CaM-CN and CaM-eNOS photoproducts using conditions that 
suppress EOF with a PDMS-glass chip. Simple “T” PDMS/glass chip with a 3.5 cm separation 
channel was used and the separation conditions as follows: 4X TBE, pH 8.3, 0.05% (w/v) 
HPMC, 10 mM SDS, separation potential 800 V and detection length ~1.5 cm. Peak 1 represents 
CaM and peak(s) 2 represents CaM-CN photoproducts, and peak 3 was assigned to CaM-eNOS 
photoproducts. (A) Consecutive multiple runs (n=5) show consistent migration times (B) 
Apparent mobility vs. molecular weight of analytes and the least square linear fit of the two 
parameters, R
2
=0.9595 and                    . Peak (CaM-CN) labeled with * used 
for mobility calculation (top panel) and calculation of mobility is described in Chapter three. 
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To demonstrate the observed elution order with respect to molecular weights of proteins 
and their mobilities, a semi-empirical model was tested and the relationship between the log of 
apparent mobility, log µ, and the molecular weight, MW, was studied. The relationship between 
log µ and MW (M) was derived using the Ogston sieving model (Chapter three, Equation 10). 
The log of apparent mobility of the analytes and their molecular weights were fitted using a least 
square linear fit model with R
2
=0.9595 (Figure 5.8B). The linearity shows the separation is 
consistent with the Ogston sieving model.  The model explained the relationship between 
molecular weight and mobility in a sieving media; it predicts that the largest molecule has the 
lowest mobility and the fastest molecule has the lowest molecular weight. This deviation might 
be explained by the presence of HPMC in the run buffer. HPMC, which was used to suppress 
EOF, might also act as a sieving matrix inside the separation channel, causing large molecular-
weight analytes to elute at higher migration times. The run buffer contained HPMC (viscous 
polymer) acted as “polymeric gel” in this analysis giving an elution order, which is similar to 
microchip gel electrophoresis (16-17). 
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Figure 5.9. Identification of CaM-CN, CaM-eNOS photoproducts using conditions that 
suppress EOF and PDMS-glass chip. Separation conditions were as same as Figure 5.8. Only 
the chip and sample concentrations were different. Top: separation of CaM-CN and CaM-eNOS 
in a mixture. Bottom: separation of CaM-CN. Peak 1 is CaM and 2 represent CaM-CN 
photoproducts. Peak 3 represents CaM-eNOS photoproducts. 
 
The separation mode in this analysis was MEKC and the elution order was from larger 
molecules to smaller molecules. The observed elution order of this analysis contradicts with the 
theoretical elution order explained by Shadphour et.al. (18). They reported typical MEKC elution 
order, in which large analytes elute first followed by the smaller analytes. In my experimental 
conditions smaller molecules eluted first, followed by larger molecules (Figure 5.9). Migration 
time comparisons with individual separations confirmed CaM-eNOS photoproducts (~153 kDa) 
as the largest analyte, and it eluted after the smaller CaM-CN photoproducts (~77 kDa) (Figure 
5.9). 
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5.3.3.2. Separation of CaM-CBP photoproducts with a PDMS/PMMA microfluidic device 
To achieve conditions that further suppress EOF, PDMS/PMMA chips were introduced 
(16). With the same separation conditions and the run buffer, a mixture of CBPs were separated 
using a PDMS/PMMA chip, and the obtained electropherogram shows four distinct peaks 
(Figure 5.10). According to migration time and spiking, peak 1 is CaM and peak 2 represents 
CaM-CN photoproducts, and peak 3 represents CaM-eNOS photoproducts. 
Identification of CaM-eNOS photoproducts with spiking shows in Figure 5.11. The 
elution order was the same as in Figure 5.8. The relationship between log µ and MW (M) was 
derived by the Ogston sieving model (Chapter three, Equation 10). Further, based on the analyte 
mobilities, the linear least-squares fit between the molecular weight and log of apparent mobility 
showed in Figure 5.10B shows a linear relationship (R
2
=0.9897), and it was consistent with the 
theoretical elution order of microchip gel electrophoresis which can be explained by the Ogston 
sieving model (16). 
However, the adjustment of analyte concentrations, field strengths, and run buffer 
conditions did not improve the resolution in PDMS/glass or PDMS /PMMA chips. Getting 
reproducible gating became very challenging due to viscous HPMC in the run buffer, which 
created plaque buildup on the channel wall. Highly viscous and hydrophobic HPMC adsorbed 
onto the PDMS channel wall and the buildup was detected through a microscope. 
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Figure 5.10. Separation of CaM-CN and CaM-eNOS photoproducts using conditions that 
suppress the EOF. A PDMS/PMMA simple “T” chip with 3.5 cm separation channel was used 
and the separation conditions were as follow: 4X TBE, pH 8.3, 0.05% (w/v) HPMC, 10 mM 
SDS, separation potential 800 V and the detection length was ~1.5 cm. Peak 1 is CaM and 
peak(s) 2 represent CaM-CN photoproducts. Peak 3 represents CaM-eNOS photoproducts. Insert 
in the top panel shows the shape of peak 3 (A) Consecutive multiple runs (n=5) show consistent 
migration times (B) Apparent mobility vs. molecular weight and least square linear fit of the two 
parameters, R
2
= 0.9897 and log μ                 . The Peak (CaM-CN) labeled with * 
used for mobility calculation (top panel). 
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However, it was not possible to suppress EOF without HPMC. The buildup caused band 
broadening and clogging of channels. Further, it was very difficult to operate for long period of 
times with multiple runs due to Joule heating. The maximum usage time of a microchip with 
those separation conditions was approximately half an hour. Due to operational problems and 
deformed peaks, it was difficult to use run buffers with HPMC in the separation of a mixture 
with multiple analytes. 
 
 
Figure 5.11. Verification of CaM-CN and CaM-eNOS photoproducts using conditions that 
suppress the EOF. The same chip and separation conditions used in Figure 5.9 were used other 
than the detection length, which was ~2 cm. Red and black electropherograms shows before and 
after of spiking with CaM-eNOS. Insert is an enlarged section of the electropherograms to show 
the effect of spiking of CaM-eNOS. 
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5.3.3.3. Separation of CaM-CBP photoproducts by Si-nanoparticle chips 
A Si-nanoparticle colloidal array in a microchip was next introduced to separate CaM-
CBPs. A self-assembled colloidal array with 170 nm Si-nanoparticles in a 1 cm PDMS/glass 
microchip was used for the analysis. TBE 4X, pH 8.3 with 3.5 mM SDS was used to reduce the 
conductivity and to get conditions that reduce EOF. The detection length was ~5 mm and the 
laser beam was focused onto the Si-particle array. Figure 5.12.A, B, and C show the separation 
of CaM-CN, CaM-eNOS and CaMAF647, respectively.  
The separation field strength was 57.85 V/cm. A mixture of CaM-CN and CaM-eNOS 
photoproducts was separated. The obtained electropherogram is depicted in Figure 5.10D, and 
the separation filed strength was 42.86 V/cm. The first peak in this electropherogram was 
CaMAF647, and the broad peak with the highest migration time was assigned as a CaM-eNOS 
photoproduct. Peak 2 was common to both CaM-CN and CaM-eNOS photoproducts. Peak 3 
corresponds to a low abundance photoproduct of CaM-eNOS, which only appears in 
concentrated samples under relatively low field strengths. Individual peaks were identified by 
their migration times. As an example, the migration time of CaMAF647 was ~200 s (Figure 
5.12A, B, and C). CaM-CN was eluted after the CaMAF647 (Figure 5.12B), followed by CaM-
eNOS (Figure 5.12C). This elution order was compatible with the Si-nanoparticle array-based-
sieving where smaller analyte elutes first followed by the large analyte (5). 
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Figure 5.12. Separation of CaM-CBP photoproducts using Si-nanoparticle colloidal array 
fixed into a PDMS/glass microfluidic device. Separation conditions as follows: 4X TBE, pH 
8.5 with 3.5mM SDS, detection length; ~5mm, separation field strength 57.85V/cm (in A, B and 
C) and in D the field strength was 42.86 V/cm. (A) Separation of CaM-CN photoproducts, total 
concentration of the mixture ~40 nM. (B) Separation of eNOS photoproducts. Total 
concentration of the mixture was ~60 nM (C) Separation of CaMAF647 and the concentration of 
the sample ~10 nM (D) Separation of CN and eNOS photoproducts. Total concentration of the 
mixture was ~60 nM. 
 
The only difference between Figure 5.12 separation conditions and Figure 5.13 was the 
concentration of BGE. In Figure 5.12, 4X TBE was used while 3X TBE was used in Figure 5.13. 
5X TBE was used to obtain the insert (electropherogram) depicted in Figure 5.13. Peaks 1, 2 and 
3 in Figure 5.13 were assigned CaM, CaM-CN and CaM-eNOS, respectively using migration 
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times. Change of ionic strength of BGE did not alter the elution order and it was as same as in 
4X TBE. The insert in Figure 5.13 shows the separation of CaM-CBP complexes in 5X TBE, pH 
8.3 buffer. The effective pore size of the colloidal array in 5X TBE was larger than that in 3X 
TBE, and consequently, the resolution of three peaks was low. The effective pore size of the 
colloidal array plays a major role in sieving-based separations with a short detection length (~5 
mm). The thickness of the electrical double-layer around a Si-nanoparticle depends on the ionic 
strength of the BGE (19). A BGE with low ionic strengths creates a relatively wider electrical 
double layer than a BGE with high ionic strengths. Therefore, 3X TBE creates a lower effective 
pore size than 5X TBE, and thus proteins move slower in 3X TBE than in 5X TBE. For the same 
detection distance, 3X TBE offers slower moving of proteins and thus enhances the band 
separation while 5X TBE facilitates faster moving of proteins and thus low resolution. 
The elution order of separation of CBPs is; peaks 1, 2, and 3 are CaM, CaM-CN and 
CaM-eNOS, respectively (Figure 5.13 A). The relationship between log µ and MW (M) was 
derived by the Ogston sieving model (Chapter three, Equation 10). Further, the analyte mobilities 
are consistent with the theoretical elution order of Si-nanoparticle colloidal array-based 
separation which can be explained by the Ogston sieving model (16). However, the linear least-
squares fit between the molecular weight and log of apparent mobility shown in Figure 5.13B 
gives low R
2
 values (R
2
=0.6899). This may be a result of uncertainties in the molecular weight of 
the CaM-CBP photoproducts. Mainly for CaM-eNOS the actual MW could not be verified due to 
unavailability of mass spectrometry data. Also with low resolution (of peaks) the apparent 
mobilities of the proteins could not be determined accurately. 
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Figure 5.13. Separation of CaM-CBPs photoproducts using Si-nanoparticle self-assembled 
colloidal array fixed in PDMS/glass microfluidic device. (A) Separation conditions as follows: 
3X TBE, pH 8.5 with 3.5mM SDS run buffer, detection length; ~5 mm, separation field strength 
was 57.85 V/cm. Insert shows the separation of the photoproducts with 5X TBE, pH 8.3 and the 
same type of Si-nanoparticle chip was also used in this analysis under the same conditions. Peak 
1, 2 and 3 are CaM, CaM-CN and CaM-eNOS, respectively. (B) Apparent mobility vs. 
molecular weight of analytes and the linear least squares fit of the two parameters, R
2
=0.6899 
and log µ = - 0.001MW - 4.649. The number of separations (using 3X TBE) used for the 
calculation was, n=3. 
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Conversely, the reduction of ionic strength of BGE was not successful. Low ionic 
strength buffers created a relatively large EOF, and it was against the direction of the sample 
flow. Therefore, it was difficult to get reproducible injections with low ionic strength buffers. 
Also, to obtain the cross-injection and sieving-based separation mechanism, it was necessary to 
have conditions that suppress EOF. 
Si-nanoparticle-based separation and any sieving based separations utilize porous beds 
with very small pour sizes (20). Zeng and Harrison characterized the effect of pore size on 
protein and DNA separations (5). The size of the silica spheres was selected based on the pore 
size of colloidal array. In this analysis, the separation mechanism is consistent with the Ogston 
theory; the fractional volume available in a sieving media is proportional to the mobility of an 
analyte (20-22). Hence, when the pore size of the media accommodates the analyte, separation 
will be based on the size of the analytes. Small analytes elute first followed by the large analytes. 
The theory explains the separation of globular analytes that have close relationship with the size 
of the analytes and the pore size in the sieving matrix (5, 20, 23). 
This three dimensional porous medium and the high ionic strength buffer effectively 
created conditions that suppress EOF, and the analyte movement was based on the 
electrophoretic migration. Also, this well-defined sieving structure is ideal to separate large 
protein molecules, such as cross-linked CaM-CBP complexes. Deviations of migration times of 
proteins were observed in consecutive runs, likely due to the adsorption of the proteins onto the 
Si-array. The adsorption was unfavorable to the resolution and to gain consistent injections. 
Further, surface adsorption increased background, which might result in low sensitivity to 
species with low abundance. It was observed in the experiments that the peak shape, intensity, 
and migration time changed over the time. 
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Even though we assume one photoproduct (CaM-eNOS) there may more than one photo 
product that can be formed by the photo cross-linking reaction. Multiple labeling of CaM with 
the cross-linker which generated many different photo-reactive species, and non-specific reaction 
of diazirine, which reacts with any C-H bond, are responsible for the formation of multiple 
photoproducts. Further, the other photoproduct concentrations could be relatively low. The 
MCE-based method was successfully applied for the standard protein separation (Chapter three). 
Conversely, I came across many challenges during CBP photoproduct separation as discussed 
throughout this chapter. The main problem encountered during these separations was the low 
peak capacity, and it may be related to many photoproducts formed during the photo cross-
linking reaction. Additionally, the low abundance of target photoproducts was adversely affected 
the separation. 
 
5.4. Conclusion 
I demonstrated detection of CaM binding model proteins using different microfluidic 
devices and separation modes. In this analysis, I used microfluidic devices with dynamically 
modified channel surfaces. Dynamic coating with additives such as SDS, DDM, and HPMC 
were used to control the surface adsorption of proteins. Further photoproducts with low 
abundance could not be separated as a result not only of co-migration but also due to band 
broadening. The best separations were obtained under conditions that suppress EOF and using 
sieving. Further, the separation of photoproducts was also challenged by the multiple cross-
linked products which were formed as a result of chemical cross-linking. A mixture of CaM-CN 
and CaM-eNOS photoproducts could not be resolved completely by Si-nanoparticle chips. 
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However, individual photoproducts of CaM-CN and CaM-eNOS were identified by Si-
nanoparticle separations. 
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Chapter Six 
Conclusions and Future Directions 
6.1. Summary and conclusions 
The objective of this dissertation work was to develop a microchip electrophoresis 
separation method for detecting CBPs. In Chapter two, I described the development of an MCE-
based platform to separate proteins using LIF detection. The semi-automated platform contains 
four basic modules: a separation module, an optical module, a detection module and a control 
module. The detection module, which contains an APD, was utilized to detect CaMAF647 
concentrations as low as 5 nM with high signal-to-noise ratio (S/N=6). The developed platform 
was capable of implementing two different injection mechanisms (gated and cross injection), and 
different separation modes, such as MCZE, MEKC, MCGE and sieving based methods (Si-
nanoparticle colloidal array). This system can be easily converted to detect different analytes by 
selecting a compatible fluorophore, and changing the laser and dichroic mirror. 
In Chapter three, I demonstrated a baseline separation of standard proteins (CaM, BSA 
and ConA) by CE with good peak capacity. The standard proteins were also separated using 
different microfluidic devices and separation modes by MCE. I separated the three standards in 
100 s by MCZE with 10 cm and 5 cm glass chips. The standards were baseline-separated and a 
LOD of <5 nM was obtained for CaMAF647 with Si-nanoparticle devices. Collectively, I 
demonstrated the capabilities of the developed MCE platform for fast and sensitive separation of 
the standard proteins.  
In Chapter four, I demonstrated photochemical cross-linking of CaM and CBPs. MCE 
separation conditions such as SDS denaturation disrupt CaM-CBP complexes. Therefore, 
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photochemical cross-linking was used to maintain CaM-CBP complexes during electrophoresis. 
CaMAF647 was covalently linked with model CBPs, CN and eNOS. Two different photo-
affinity labeling methods and cross-linkers (BPM and NHS-diazirine) were tested. An amine 
reactive NHS-LC-SDA offered successful crosslinking with CaM and the model CPBs. 
Photoproducts were analyzed by different methods such as SDS-PAGE, WB, and in-gel 
digression with trypsin, followed by mass spectrometry. 
In Chapter five, I showed the separation of photo cross-linked CaM-CBP complexes by 
the developed MCE platform. I also discussed the separation of CaM-CBP complexes by CE 
under conditions that reduced EOF. Different microfluidic devices such as glass, PDMS/glass, 
and Si-nanoparticle array chips were used to separate the CaM-CBP complexes. Individual 
photoproducts (CaM and CaM-CN, and CaM and CaM-eNOS separately) were separated under 
different conditions. But, it was difficult to fully resolve a mixture of photoproducts (CaM-CN 
and CaM-eNOS). The developed MCE method combined with cross-linking does not have the 
potential to separate a complex mixture of proteins. Mainly, the low abundance of target 
photoproducts and the presence of multiple species formed by photo cross-linking might 
adversely affect the separation. 
Cumulatively, microchip electrophoresis can be successfully implemented to separate a 
simple protein mixture. The task of translating a method that was developed using relatively pure 
and simple proteins to a more complex protein mixture such as photo cross-linked proteins, 
presents many challenges including the low-abundance of the analyte of interest and the presence 
of unknown species. Photochemical cross-linking changed the physical and chemical properties 
of the protein. Following a photochemical reaction, new chemical species were formed and they 
can undergo many reaction pathways. As an example, a protein can form high MW structures 
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(dimers, trimers, and oligomers) by combining with each other or other species in the mixture. 
Additionally, proteins can convert to new structures. Therefore, the actual outcome of a 
photochemical reaction might be different from the expected outcome. Hence the 
implementation of a photo cross-linking procedure to a complex protein mixture should be 
thoroughly evaluated. Detection of CBPs by MCE may be successful as evident by the standard 
protein separation; however, a new methodology to capture CaM-CBP complexes is essential. 
 
6.2. Future Directions 
The separation of a mixture of CaM-CBP complexes needs to be further optimized. I 
suggest using a combination of two or more separation modes in a single device. The separation 
module of the developed platform can be converted in to a 2-D separation method and it would 
enhance the separation efficiency and peak capacity. A Si-nanoparticle colloidal array can be 
coupled with MCZE under conditions that reduce EOF, and it would enable us to separate 
multiple analytes in comparison to a single separation mode. The peak capacity of a 2-D 
separation method is larger than that of a 1-D separation method. Also, Si-nanoparticle chips can 
be easily operated using simple buffers, and thus combined with MCZE. In addition to that, the 
peak capacity and separation efficiency in this two dimensional separation method would be 
increased. Furthermore, it would be possible to analyze multiple samples with high throughput in 
a single microfluidic device by integrating the 2-D separation mechanism with a parallel multiple 
array of separation channels. 
As a long-term objective, this method could detect selected CBPs in a single cell. As an 
example, a sub-set of cancer related CBPs and their expression levels could be detected in a 
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single cell. Such information would enable this method to be used as a diagnostic tool for early 
detection of cancer cells. Photochemical cross-linking can be easily adopted to investigate other 
protein-protein interactions. Especially, this separation platform would be further enhanced to 
detect protein biomarkers in a single cell. 
In conclusion, the work reported in this dissertation demonstrates the development of a 
rapid and sensitive method for detecting CBPs. Additionally, this method could assist in 
identifying new pathways of CaM interactions in the cellular environment. 
  
 
 
 
